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Introduction
In the last two decades, Magnetic resonance imaging (MRI) rev-
olutionized medical diagnostic, providing exquisite three dimen-
sional images of the human body and demonstrating to be sensi-
tive to a wide spectrum of diseases.
The innovation and power of this technique lies in its ability to
provide quantitative information on living systems without dam-
aging their structures or perturbing their physiological processes,
rather enabling the investigation of biological systems at their
equilibrium.
MRI benefits from being a flexible technique, since by changing
parameters used for the image acquisition, it is possible to in-
vestigate different tissue properties and obtain different image
contrasts. This unique characteristic stems from the fact that
the MRI signal depends on several properties of the tissue, dis-
tinguishing MRI from other types of radiological imaging, such
as computed tomography (CT) where the image is a map of only
one tissue property, the X-ray absorption coefficient.
The very first applications of MRI were dedicated to the study
of the brain; however, at the end of the 1990s, the introduction
of echo planar imaging (EPI) provided sequences able to per-
form acquisitions during a single breath hold, paving the way to
MRI applications in abdominal regions, where hearth-beat and
breathing cause image artifacts.
Thanks to the introduction of EPI and to the versatility of MRI,
sequences developed for brain imaging were adapted to image
different body organs or structures, such as heart, lungs, liver,
stomach, breast, prostate, knee, muscles, bones, placenta, blad-
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der and even teeth.
The work presented in this thesis was dedicated to the optimiza-
tion of several MRI protocols for the examination of the human
pelvis, involving the definition of procedures with high diagnostic
potential.
In particular, in this work we exploited the versatility of MRI
to investigate the evolution of prostate cancer (PCa), the second
most common malignancy among men worldwide.
The study of prostate cancer was conducted by employing several
MRI techniques with the aim to characterize the microstructures
and microenvironment of the tissue. The main part of the study
was dedicated to develop new MRI techniques for clinical appli-
cations, in order to improve the sensitivity of the diagnostic.
In order to explore the structural organization of prostate tissue,
we performed Diffusion Magnetic Resonance Imaging (DMRI), a
technique that exploits the physiologic motion of water molecules
in biologic system to provide exquisite information on tissue ar-
chitecture. In particular, our study focused on the diagnostic
application of Diffusion Tensor Imaging (DTI), compared to a
relatively recent technique, Diffusion Kurtosis Imaging (DKI).
Given the sensitivity of this DMRI for microstructures, we inves-
tigated the possibility to classify PCa aggressiveness by estimat-
ing the water mean diffusivity (MD) of the lesion employing dif-
ferent diffusion weightings, i.e. b-values, during the image acqui-
sition. Our results showed that increasing the diffusion weight-
ing, we improved the sensitivity of the diffusion parameters for
the classification of tumor aggressiveness. This result motivated
our interest in performing DKI, a technique that capture water
diffusion features when high diffusion weightings are employed,
providing additional information on tissue microstructure, inac-
cessible to DTI technique. A particular attention was dedicated
to the image quality during the acquisition and postprocessing,
to address the well-known drawback of the low signal-to-noise
ratio of high b-values acquisitions.
Experiments with DMRI were conducted both in-vivo, on human
subjects affected by PCa of different grades, and ex-vivo on hu-
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man tissue samples obtained after prostatectomy surgery.
By using the water molecular diffusion as endogenous contrast
mechanism, with DMRI technique it is possible to probe tis-
sue architecture at microscopic scale. However, in clinical imag-
ing, all micro-scale information are averaged out in pixels with
the dimension of 1-2mm. In this study, experiments of high-
resolution (70x70µm in plane) DMRI were conducted ex-vivo on
human tissue samples obtained after prostatectomy surgery, by
using a high-field MRI scanner. This experiment represented the
unique opportunity to image the glandular structure of prostate
and estimate DTI and DKI parameters in the different micro-
compartments of the gland, thanks to a direct comparison with
the histology images.
The second part of this PhD project was dedicated to develop
new MRI sequences for prostate imaging at the Center for Mag-
netic Resonance Research (CMRR) in Minneapolis. The study
conduced at the CMRR aimed at providing new contrast mech-
anism for prostate cancer imaging, based on T1ρ and T2ρ re-
laxation times. Compared to the conventional T1 and T2 time
constant, amply used in clinics, T1ρ and T2ρ characterize the re-
laxation of the nuclear magnetization in the rotating frame and
they are sensitive to molecular dynamics occurring at lower fre-
quencies, typically kHz. This range of frequencies is characteristic
of several in-vivo processes, such as the interaction between free
water and macromolecules, enabling the access to important in-
formation on tissue microenvironment.
However, performing T1ρ and T2ρ imaging is limited by the in-
tensive energy deposited by the acquisition sequence, which is
usually overcome by increasing the acquisition time, preventing
the possibility of diagnostic applications. The novelty of our
approach was to perform imaging in the rotating frame with a
three-dimensional acquisition method recently developed at the
CMRR, in order to address the aforementioned shortcoming of
long acquisition time.
Leveraging on a multi-modal approach, this project will explore
the potentiality of new contrast mechanisms, beyond the conven-
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tional clinical imaging, to a non-invasive staging of PCa.
In a parallel and exciting project, DMRI was performed to in-
vestigate the mechanism of brain development during the fetal
growth. Thanks to the safety of MRI, the apparent diffusion co-
efficient was measured in fetuses during the second and third week
of gestation. The study was focused not only on the healthy fe-
tal brain development, but also explored cases of abnormal brain
maturation in fetuses with ventriculomegaly, a common disease,
diagnosed at any gestational age, consisting in an irregular en-
largement of ventricles, diagnosed at any gestational age. Brain
tissue, as well as prostate gland, like other biological tissues,
consists of a heterogeneous structural organization, due to cell
boundaries and macromolecular crowding. Therefore, employ-
ing a non-Gaussian imaging technique, such as DKI, would have
been optimal to characterize the complexity of brain structures.
However, the necessity to design a short fetal image protocol
to minimize artifacts due to motion, prevented to perform non-
Gaussian imaging and motivated the choice to combine a fast
acquisition protocol with a post-processing pipeline, dedicated
to improve image quality. This study was encouraged by the well
known sensitivity of DMRI for tissue microstructural changing
and it will be discussed in the last chapter as a separate section.
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Chapter 1
Introduction to MRI
Magnetic resonance imaging (MRI) is one of the most powerful
and versatile imaging techniques, whose impact in science lies in
its ability of giving information about process at the atomic level,
providing a fundamental tool for many fields, such as chemistry,
physics, medicine and psychology.
Magnetic resonance is a physical phenomenon occurring when
nuclei in an external magnetic field exchange electromagnetic en-
ergy. This phenomenon was independently discovered by Purcell
and Bloch in 1946, earning them the Nobel Prize.
At the beginnings, MR was exploited to determine the magnetic
moments of nuclei and contribute to the study of solid and liq-
uid materials. Later, thanks to the introduction of pulsed NMR
in combination with Fourier transformation, MR becomes one of
the most important techniques for medical imaging, drastically
improving the sensitivity of clinical diagnostic.
1.1 Imaging principles
Magnetic resonance is a physical phenomenon exhibited by mag-
netic systems that possess magnetic moment, called spin, and
angular momentum. It occurs when nuclei in an external mag-
netic field absorb and emit electromagnetic radiation.
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When protons or neutrons combine to form a nucleus, they pair
with oppositely oriented spins; therefore, only nuclei with an odd
number of nucleons do have a net magnetic moment. One of these
is hydrogen, that became consequently the primary focus of MRI
studies in biologic systems given its abundance in the body.
When a nucleus with magnetic moment is placed in a magnetic
field, it precesses around the field axes with its own resonant
frequency, called the Larmor frequency (Fig. 1.1 A)
ω0 = γB0, (1.1)
directly proportional to the strength of the external magnetic
field B0 and the gyromagnetic ratio γ, a constant factor specific
for each nucleus. For nuclear spins, the magnetic resonance fre-
quency falls typically in the radio-frequency region (5-900MHz).
Any MRI experiment consists of four principal steps: the prepa-
ration of the sample in the external magnetic field, the excitation
caused by a radio frequency (RF) pulse, the spatial encoding and
signal acquisition. Let’s imagine a very simple experiment with
a sample placed in a large magnetic field and a coil, that works
as both a transmitter and a receiver, placed close to the sam-
ple with its axis perpendicular to the magnetic field. During the
transmit or excitation phase, a RF pulse oscillating at the same
resonance frequency of the nuclei is applied to the sample for
few milliseconds. In the resonance condition, nuclei are able to
absorb electromagnetic energy from the RF pulse and return a
portion of that energy to the coil as an induced oscillating cur-
rent.
In order to understand what happened to the sample, we should
consider the dynamic of the sample spins as a collection of mag-
netic dipoles in a magnetic field. The ensemble of spins may be
conveniently described in terms of the spin magnetization vector
M, that is the sum over all spin magnetic moments [1].
The effect the magnetic field B exerts on the dipoles it’s a torque
that tends to align spins along the field axis, described mathemat-
ically by the rate of change with time of the angular momentum
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vector M/γ:
dM
dt
= γM×B. (1.2)
The dynamic described by the solution of the preceding equation
corresponds to a precession of the magnetization about the field
at rate ω0 = γB0 (typically in the order of MHz), where B0 is the
static magnetic field amplitude. The source of this precession is
due to the fact that nuclear dipoles possess angular momentum
in addition to a magnetic moment.
At the equilibrium, the magnetic dipoles are aligned in the same
Figure 1.1: Spins in an external magnetic field B precess at the Lar-
mor frequency (A) with their axis oriented in the same or in the oppo-
site direction to the field, in two energetic states (B) whose difference
in energy generates a net magnetization M0 (C).)
or in the opposite direction of the field, in two different energetic
states (Fig. 1.1 B). The rate of the population distribution of the
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two spin states is given by the Boltzmann distribution
N+
N−
= e−∆E/KBT , (1.3)
where N+ is the number of spins in the m = 12 state and N− in
the m = −12 state.
The induced energy difference between the spins aligned and
those opposed to the field at 1.5 T is only approximately 1% of
the random thermal energy of the sample molecules, as a result
the energy absorption is very low, making NMR a non-invasive
and non-destructive technique, ideal for in-vivo measurements.
This energy difference creates a weak longitudinal magnetization
M0 aligned with the field (Fig. 1.1 C), directly proportional to the
local proton density. At thermal equilibrium, in presence of the
only static magnetic field, from the equation (1.2), we deduce that
the the longitudinal magnetization is constant, dMz
dt
= 0, while
there is no net magnetization in the transverse plane Mx,y = 0,
since spins have no phase coherence. The longitudinal magneti-
zation is not directly measurable, because it is many orders of
magnitude weaker than the static magnetic field B0.
To measure the nuclear magnetization the system is excited by
an oscillating magnetic field B1 perpendicular to B0. In general,
the field B1 is several orders of magnitude smaller than B0 and
it’s generated in the coil by an RF current oscillating at the reso-
nance frequency ω0. The effect of B1 is to tip the magnetization
away from B0, generating a nonzero transverse magnetization
Mx,y = 0. After the excitation, M begins to precess around the
net field generated by the sum of B1 and B0, drawing a growing
spiral (Fig. 1.2), until the the system relaxes to a new equilibrium
state where the magnetization is recovered to its initial valueM0.
This relaxation process, know as spin-lattice relaxation, involves
an exchange of energy between the spin system and the surround-
ing environment. The magnetization componentsMx,My,Mz re-
turn to thermal equilibrium in an exponential manner, but with
two different time constants T1 and T2, characteristic for each
10
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Figure 1.2: The RF pulse B1 oscillating perpendicular to B0 causes
the magnetization M to precess around the net field, tracing a spiral.
The flip angle α is determined by the strength and duration of B1.
[18].
tissue:
dMx
dt
= γB0My − Mx
T2
(1.4a)
dMy
dt
= −γB0Mx − My
T2
(1.4b)
dMz
dt
= −Mz −M0
T1
(1.4c)
The longitudinal relaxation process concerns the exchange of en-
ergy from nuclear spins to the environment and it’s characterized
by the time constant T1. Whereas, the relaxation of the trans-
verse magnetization is caused by the loss of phase coherence be-
tween spins exchanging energy between themselves and it’s ruled
by the time constant T2.
The equations 1.4 were formulated by Bloch as phenomenological
equations that describe the behaviour of the nuclear magnetiza-
tion in the magnetic field, already described by Eq. 1.2, taking
into account the relaxation process.
During the process of relaxation generated by the RF pulse, the
precessing magnetization produces a magnetic field, variable in
time, that induces in a nearby receiver coil a small electromotive
force, via Faraday’s law. This detectable signal is called a free
induction decay and represent the basic MR signal [13, 19].
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It’s evident at this point that the MR signal depends on several
intrinsic properties of the tissue, such as proton density and re-
laxation times, making MRI technique sensitive to different tissue
parameters and image contrasts.
1.1.1 Signal localization
Summarizing, a basic MR experiment consists of applying a brief
RF pulse to the sample and monitoring the current induced in
the coil, however in order to create an image, it’s necessary to
reconstruct the spatial distribution of the FID signal.
The localization of the signal is based on the direct proportional-
ity relationship between the resonant frequency and the magnetic
field. By applying magnetic field gradients, in addition to the
static magnetic field and the RF pulse, it is possible to control
the local magnetic field, then the local resonant frequency.
Therefore, in a MR scanner there are three additional coils, gra-
dient coils, each of which produces a magnetic field that varies
linearly along a particular axis.
In presence of the magnetic field gradients G, we can define a
local Larmor frequency
ω(r) = γB0 + γG · r (1.5)
where G =
(
∂Bz
∂x
, ∂Bz
∂y
, ∂Bz
∂z
)
.
This simple relation covers a fundamental role in the MR imaging:
it allows to link the signal with the spins position within the
sample.
The received time signal S(t) is derived from the contributions of
all precessing spins in the volume. Considering that, the signal
equation on resonance1 may be written as
S(t) =
∫∫∫
ρ(r)eiγG·rtdr (1.6)
1On resonance, condition is obtained choosing γB0 as the reference
frequency. In the off resonance condition the signal would be S(t) =∫∫∫
ρ(r)ei(γB0+γG·r)tdr
12
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where ρ(r) is the local spin density at the position r.
Introducing the concept of the reciprocal space vector k
k = γGt2pi (1.7)
and using the Fourier transform, we obtain a fundamental
relationship for the NMR imaging:
S(k) =
∫∫∫
ρ(r)ei2pik·rdr (1.8)
ρ(r) =
∫∫∫
S(k)e−i2pik·rdk. (1.9)
These relations state that the proton density image can be ob-
tained with the inverse Fourier transform of the detected NMR
signal.
The image reconstruction is accomplished by sampling the signal
in the k-space.
In a three dimensional space, the sampling leads to a collection of
N3 data points that assembles a 3-D matrix, whose dimensions
kx,ky and kz ranges in [−12N∆k, (12N − 1)∆k, with the sampling
interval ∆k = 2kmax/N .
In the real space, the image ρ(r) is represented by a 3-D conju-
gate matrix whose dimensions x,y and z ranges in [−12N∆l, (12N−
1)∆l], with ∆l = 2lmax/N as the sampling interval.
The two conjugate matrices (Figure 1.3) are connected by the
Fourier transformation, then the resolution in real space is deter-
mined by the sampling range
∆l = 12kmax
. (1.10)
Moreover, the field of view (FOV) in real space is given by
FOV = 1∆k =
N
2kmax
. (1.11)
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Figure 1.3: Conjugate matrices of the k-space on the left and the real
space on the right [20].
It’s important to note that time and gradient magnitude can
be varied to traverse the k-space. This is fundamental for the
signal localization that is realized in three steps, corresponding
to the spatial dimensions: slice selection, frequency encoding and
phase encoding.
Slice Selection The slice selection permits to excite a single
slice of the entire volume. This is achieved by applying, simulta-
neously to the RF pulse, a gradient field Gz with an amplitude
that linearly varies with the z-position. As a consequence, the
Larmor frequencies of the spins will have a spatial dependence
ω(z) = γB0 + γGzz (1.12)
Then, only those spins residing in z-locations with resonant fre-
quency matching the bandwidth of B1 will be excited.
The RF pulse is shaped like truncated sinc function sin x/x, in
this way its Fourier transform, a rectangle, approximates the slice
profile.
The slice location can be varied by changing the center frequency
ν0 of the RF pulse (Fig. 1.4). The slice thickness depends on the
ratio of the RF pulse bandwidth to the field gradient strength.
Typically, the slice width is modified by changing the gradient
strength, so its thickness range is generally 1− 10mm.
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Figure 1.4: When a RF pulse with a narrow bandwidth ∆ν is applied
in the presence of a z-gradient, only spins within a band of positions
∆z are excited [18].
Frequency and phase encoding After the slice selection,
the signal must be localized in the x − y plane with frequency
and phase encoding, based on Eq. 1.12.
Using the gradients Gx and Gy, it is possible to sample k-space
with several trajectories.
In Figure 1.5 it is represented an example of one of the possible
trajectory for a spin echo sequence in the conjugate space:
1. after the excitation, two gradient pulses in the x and y
directions provoke a phase traverse to a point of the (kx, ky)
determined by the gradients amplitude;
2. a 180◦ RF pulse inverts all the spins phases creating an
echo;
3. Gx is turned on during data collection, for this reason is
also called the read-out gradient.
Gx is responsible for the frequency encoding, it causes the preces-
sion frequency of the local magnetization to vary linearly along
the x-axis.
Gy is responsible for the phase encoding, it is applied for a fixed
time interval and creates a phase shift that varies across the y-
axis.
15
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The sequence must be repeated, changing the gradients ampli-
tude, to sample entirely the k-space [18, 19, 20].
Figure 1.5: Spin echo sequence with an example of a possible k-space
trajectory. The three steps of the trajectory are explain in the text.
[20].
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1.1.2 Tree dimensional reconstruction
The signal acquisition descried so far is an example of two dimen-
sional planar imaging, where only one slice is selectively excited
and acquired at each time. With this approach, it is possible to
image an entire volume by acquiring many slices in succession.
Three dimensional imaging can be also achieved by eliminating
the slice selective pulse and exciting a whole volume or a slab of
tissue. In this technique, the spatial information in the third di-
mension z is encoded by phase encoding the z-axis in addition to
the y-axis. Therefore, data must be collected for every possible
pairing of phase-encoding steps in y and z, such as for each phase
encoding in y, the full range of phase-encoding steps in z must
be acquired. Compared to the two dimensional reconstruction,
with this method the acquisition time increases with the number
of phase-encoding in the z-direction, making the scanning time
prohibitively long.
However, by using a gradient echo (GRE) sequence, whose TR
can be less than 10 ms, it is possible to image an entire volume
with high resolution in few minutes.
The main benefit of the three-dimensional acquisition is a large
enhancement in the SNR. Indeed, the image SNR depends on the
voxel volume, determining the contribution of the signal in that
voxel, and the root square of the number of signal measurements
as ∆V
√
n. In two-dimensional acquisition, n is given by the nx
samples collected during frequency encoding every ny phase en-
coding steps, n = nxny, whereas in the three-dimensional method
the signal from each voxel contributes to every measurement,
n = nxnynz, resulting in an improvement of the SNR compared
to classical two dimensional reconstruction.
1.1.3 Pulse sequences
The versatility of MRI lies in the fact that the measured signal
depends on several tissue properties and the image contrast can
be varied depending on the sequence parameters. This makes
MRI a unique imaging tool, considerably different from other
17
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types of radiological imaging. In MRI technique the image is a
map of the local transverse magnetization of the hydrogen nuclei,
a process that depends on several intrinsic tissue properties.
Since the invention of MRI, a plethora of different pulse sequences
have been designed in order to investigate different tissue features
and provide different image contrasts.
In this work, two different pulse sequences have been used: the
pulsed gradient spin-echo to perform diffusion imaging and the
gradient echo to perform the rotating frame relaxation imaging.
The Spin-Echo pulse sequence An echo signal is based on
the dephasing of transverse magnetization, caused by magnetic
field inhomogeneity. In 1950, Erwin Hahn [38] found that this
loss of phase coherence can be reverted. The reversion is accom-
plished by applying a 180◦ pulse after the first RF pulse.
Figure 1.6: Schematic representation of the formation of an echo
signal [18].
The 90◦ pulse generates a phase coherence along the y-axis
(Fig. 1.6 A) that disappears because of T∗2-relaxation (Fig. 1.6
B-C), i.e. the field inhomogeneities, creating a FID that decays
away very quickly.
18
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Besides the intrinsic T2 relaxation, field inhomogeneity causes
spins to acquire different phases φ(r) depending on their spatial
position, φ(r) = γ∆B0(r)TE/2.
After the delay TE/2, a 180◦ pulse rotates all magnetization
vectors about y by 180◦ (Fig. 1.6 D), inverting the sign of the
phase. The second RF pulse refocuses the spins along the y-axis
to create the spin-echo signal at the echo time TE (Fig. 1.6 E-
F).
The spin-echo imaging is realized by adding imaging gradients
for each spatial direction to space-encode the acquired signal as
described in the previous section.
The Gradient-Echo sequence A gradient echo (GRE) signal
can be produced by applying a RF pulse followed by a negative
gradient. For the duration of the gradient, spins at different
positions along the gradient axis will precess at different rates,
generating a phase dispersion, which grows during the application
of the gradient, and a reduction of the net signal. However, if an
opposite gradient pulse is applied for the same duration, it will
reverse the phase of each spin, decreasing the phase dispersion
until all the spins are coherently in phase again, producing a
strong gradient echo signal that is collected during the read-out
(Fig. 1.7).
Similarly to the spin-echo, the gradient-echo imaging is realized
by adding imaging gradients
Figure 1.7: Schematic representation of the formation of an echo
signal [18].
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1.2 Diffusion MRI
Diffusion is that chaotic and uncontrollable process described for
the first time by Lucretius in De rerum Natura as prove of the
atomic nature of matter.
Since its first scientific description given by Brown in 1827, the
phenomenon of diffusion found its most powerful mathematical
formulation with the Einstein relation D = µkBT , a simple equa-
tion that links the diffusion coefficient D to dynamic (the mobil-
ity µ), statistical mechanic (the Boltzmann’s constant kB) and
thermodynamic (temperature T ).
In 1965 Stajslak and Tanner found a way to exploit the physio-
logical and thermally-driven diffusion motion of water molecules
in living tissue as an endogenous contrast to perform imaging
[86].
The simple idea was to make the MR signal sensitive to the dif-
fusion of water molecules by using two additive gradient pulses,
with a pulsed gradient spin echo sequence (PGSE).
In Diffusion MRI the molecular diffusion is measured from the
attenuation of the spin echo signal which occurs from the dephas-
ing generated by the motion.
Figure 1.8: Pulsed gradient spin echo sequence (PGSE), with gradient
magnitude g and duration δ and gradient time spacing ∆; the pulsed
gradients are applied before and after the 180◦ pulse [20].
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The motion encoding is possible by applying two pulsed gra-
dients with same magnitude g, duration δ and with a time separa-
tion of ∆. The effect of the second gradient consists in balancing
the dephasing due to the first gradient. During the time interval
∆, diffusion process causes the spins to experience different local
field gradients, generating an additional dephasing, further to the
one created by the the first pulsed gradient.
Then, if the spins diffuse, the effects of the first pulse will not
totally be balanced by the second one and each spin will be left
with a small random phase offset ∆φ = γgδ∆x that depends
on the distance travelled by diffusion ∆x = r0 − r1 during the
interval ∆ [20].
S(t,∆φ)
S(t, 0) =
∫∫
ρ(r0)P (r0, r1,∆)ei∆φ(r0−r1)dr0dr1, (1.13)
where P (r0, r1,∆) is the diffusion propagator, representing the
probability density that a spin moves from r0 to r1 during ∆ over
all possible starting and finishing positions.
This equation represents a key relation in the diffusion NMR
technique, connecting the diffusion process and the NMR signal.
Equation 1.13 states that the acquired signal is equal to the
Fourier Transform of the average motion propagator. In the
case of isotropic free diffusion, the mean propagator is Gaus-
sian shaped and by solving the integral in Eq. 1.13, we find the
PGSE signal attenuation for isotropic free diffusion, called also
the Stejskal-Tanner equation [80]:
S(g)
S(0) = e
−(γgδ)2(∆− δ3 )D = e−bD (1.14)
where D is the diffusion coefficient, b = (γgδ)2(∆ − δ3) is the
b-value, that depends on the gyromagnetic ratio γ, the gradient
strength g, the gradient duration δ and the temporal distance
between the two diffusion gradient pulses ∆, while S(0) is the
signal with no gradients applied (b = 0). The b-value represents
the diffusion weighting and can be varied by changing the gradi-
ent strength g and/or the diffusion time ∆.
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An estimation of the diffusion coefficient D, also called the ap-
parent diffusion coefficient (ADC), is possible by measuring the
echo signal at different b-values and fitting the logarithm of the
signal intensity ln(S(g)/S(0)) on varying the b-value.
The image obtained by the PGSE signal is called DiffusionWeighted
Image (DWI) and represents the displacement distribution of wa-
ter molecules within the tissue.
1.2.1 Diffusion tensor
In the previous sections we found that in a MRI experiment the
effect of diffusion on the echo signal is an attenuation, which de-
pends on the diffusion coefficient D and on the b-value.
The diffusion coefficient completely describes the diffusion pro-
cess and it can be evaluated at each voxel by fitting the received
signal intensity at different b-values with the Eq. (1.14).
If the diffusion is anisotropic, the diffusion coefficient it is no
longer a scalar, but rather a symmetric tensor and the signal
attenuation becomes:
S(g)
S(0) = e
−
∑3
i,j=1 bijDij (1.15)
Since the diffusion tensor is symmetric, a fully determination of
it is obtained with a series of DWIs along almost six gradient
directions in addition with an image without diffusion weighting.
Generally, the estimation of the diffusion tensor is achieved with
a multiple linear regression.
By diagonalizing the diffusion tensor, it is possible to calculate
eigenvectors and eigenvalues in each voxel, which respectively
represent the principal directions and values of diffusivity.
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Figure 1.9: The diffusion tensor and its ellipsoidal representation are
showed for the case of isotropic free and restricted diffusion and for
anisotropic restricted diffusion [71].
The diffusion tensor can be visualized as an ellipsoid (Fig.
1.9), whose main axis identifies the main diffusion direction within
the voxel and its eccentricity describes the degree of anisotropy
[77]. When the diffusion is isotropic, as in a compartment of free
water, the diffusion coefficient is a scalar and is represented by a
sphere (Fig. 1.9, first column). In presence of obstacle homoge-
neously distributed, the diffusion coefficient is still a scalar, but
represented by a sphere with a smaller radius (Fig. 1.9, second
column). Instead, when the diffusion occurs in anisotropic com-
partments that exhibit a preferential diffusion direction, such as
the brain axons or the prostate stroma, the diffusion coefficient
is a tensor, described by an oblate or prolate ellipsoid (Fig. 1.9,
third column).
Starting from the knowledge of the diffusion tensor, two funda-
mental parameters for the Diffusion Tensor Imaging (DTI) can
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be calculated, mean diffusivity and fractional anisotropy.
The mean diffusivity (MD) defines the mean-squared displace-
ment of molecules within a voxel and reveals the overall presence
of obstacles to diffusion. Essentially, MD is a parameter sensitive
to changes in medium viscosity and in cellular size and density
and it is calculated as the average of the eigenvalues
MD = λ1 + λ2 + λ33 . (1.16)
The fractional anisotropy (FA) quantifies the deviation of the
diffusivity from the mean diffusivity in the principal spatial di-
rections
FA =
√
3
2
√
(λ1 − λ̂)2 + (λ2 − λ̂)2 + (λ3 − λ̂)2√
λ21 + λ22 + λ23
, (1.17)
where λ̂ = λ1+λ2+λ33 .
The value of FA ranges in [0, 1], where 0 characterizes an isotropic
diffusivity, while 1 reveals an anisotropic diffusivity, related to the
presence of oriented structures.
These quantities are rotational invariant, such as independent of
the subject orientation in the magnet or of the laboratory frame.
Rather, MD and FA describe the diffusivity in the reference frame
of the diffusion itself, that is calculated in each voxel from the
diffusion tensor and it is defined by the tissue microstructure in
a specific voxel.
The introduction of the parametric maps revolutionised the neu-
ronal diagnostic, providing early diagnosis in several brain dis-
eases [8, 9, 10, 60].
The diffusion tensor model is founded on the assumption that
molecular displacements obey Gaussian distribution, a hypothe-
sis that is correct for diffusion processes that occur in free and
isotropic media. Nevertheless, diffusion in biologic systems are
crowded by cell membranes, fibres and macromolecules, causing
a deviation of the diffusion process from the Gaussian behaviour.
Therefore, in this work we investigated the feasibility in clini-
cal applications of an imaging technique that takes into account
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the presence of non-Gaussian processes, the Diffusion Kurtosis
Imaging, discussed in the following section.
1.2.2 Diffusion Kurtosis Imaging
Diffusion kurtosis imaging (DKI) technique provides a represen-
tation of NMR signal when diffusion is probed with high b-values.
In particular, Kurtosis is the second order term of the DWI-signal
(Eq. 1.13) expansion in terms of the b-value [56, 55]:
S(n)
S0
= e−bD(n)+ 16 b2D(n)2·K(n) (1.18)
where K(n) is the kurtosis and D(n) the relative apparent diffu-
sion coefficient, both estimated in a given diffusion direction n.
As already mentioned, biologic tissues are characterized by a
complex and heterogeneous organization of structures and cell
membranes which act like natural barrier for water molecules,
leading to a restriction of the diffusion motion. In presence of
restricted diffusion, the distribution of molecule displacements is
no longer Gaussian and the signal decay is no longer a simple
mono-exponential (Fig. 1.10). The kurtosis parameter quantifies
the deviation of the displacement distribution from a Gaussian
shape, or, similarly, the deviation of the DWI signal from the
mono-exponential decay (Fig. 1.10). Indeed, in case of free diffu-
sion, the kurtosis term is null and the previous equation reduces
to Eq. 1.14.
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Figure 1.10: An example of data fitting performed with mono-
exponential and kurtosis decay. Data are relative to a pixel in PCa of
a randomly chosen subject.
Since the heterogeneity of the confining structures causes the
deviation from the Gaussian behaviour, kurtosis was suggested to
provide information on tissue microstructure [49]. In particular,
the kurtosis term quantifies diffusion heterogeneity arising from
multiple tissue compartments with different diffusion behaviours
[49], unveiling additional details on tissue organization, inacces-
sible to DTI technique.
One limitation of the technique is that the kurtosis equation 1.18
predicts an unlimited growth of the DWI signal with the b-value,
implying that DKI can be performed for a limited range of b-
values or that higher-order moments have to be considered [36].
However, DKI is a technique suitable for any biologic tissue, since
it not requires a priori knowledge of tissue biophysical properties;
rather, DKI is a phenomenological description of diffusion NMR
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signal in presence of non-Gaussian diffusion processes [49, 73, 75].
1.3 Rotating frame relaxation imag-
ing
Typically, for "relaxation imaging" we refer to the techniques that
exploit T1 and T2 relaxation processes to provide image contrast,
largely employed in clinical imaging.
In this work, we used techniques of spin-lock T1ρ and T2ρ, which
exploit relaxation in the rotating frame, producing a different
type of image contrast.
Such relaxation are called T1ρ and T2ρ and they occure during
the application of radiofrequency pulse. During spin-locked T1ρ,
magnetization is locked along the direction of the effective mag-
netic field Beff (defined below).
In this work, the spin-lock condition is generated with adiabatic
RF pulses, that differ from the pulses conventionally used for
being both amplitude and frequency modulated, such as their
frequency is a function of time [88]. Since the frequency of the
adiabatic pulse changes with time, it will deviate from the Lar-
mor frequency, generating "off-resonance effects" as a function of
time.
To visualize the dynamic of the magnetization vector let’s refer to
the first rotating frame (x′, y′, z′), which rotates around z′(≡ z)
with frequency ωRF . In this frame, B1 does not precess in the
transverse plane, but has a fixed orientation along x′ (Fig. 1.11).
In addition to B1, spins experience the presence of a residual mag-
netic field oriented along z′ with magnitude Bz′ = B0 − ωRF/γ.
Consequently, an effective field is generated as
Beff =
√
B21(t) +B2z′ , (1.19)
whose orientation is defined by
α = arctan
[
γB1
ω0 − ωRF
]
. (1.20)
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Figure 1.11: Induced Beff in the rotating frame (x′, y′, z′).
When ωRF is time dependent, also Beff (t) and α(t) are time
dependent. In particular, the adiabatic condition is satisfied
when the angle α precesses slower than the precession frequency,
|dα/dt|  γ|Beff |. In this case, the magnetization vector re-
mains locked along the orientation of Beff , if magnetization was
initially collinear with Beff , while it precesses in a plane perpen-
dicular to Beff if it was initially perpendicular to Beff .
One can picture the dynamic of Beff during the application of
the adiabatic pulse considering the Eq. 1.20 as shown in Fig.
1.12. When ωRF (t)  ω0 at the beginning of the pulse, the
ratio in Eq. 1.20 is small and the initial orientation of Beff is
approximately parallel to z′ (Fig. 1.12A). As ωRF (t) increases
with time, Beff rotates toward the transverse plane, equaling B1
when ωRF (t) = ω0 (Fig. 1.12B). In this way, we generated a 90◦
excitation through an adiabatic half-passage. Similarly, we could
achieve a 180◦ excitation (adiabatic full-passage), leading Beff
along z′ at ωRF (t) ω0 [25, 88] (Fig. 1.12c).
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Figure 1.12: Dynamic of Beff during the application of the adiabatic
pulse [88].
Typically, one of the disadvantage of the MRI experiments
is the inhomogeneity of the excitation field B1, causing spatial
variations in spin flip angles and degrading the sensitivity of the
receiver coil. Adiabatic RF excitation overcomes this limit, be-
ing insensitive to spatial B1 inhomogeneities and off-resonances in
the sample. Moreover, adiabatic condition can be easily achieved
with an arbitrarily low B1 amplitude and a long duration pulse.
In general, designing adiabatic pulses is non trivial, since they are
often constructed out of hyperbolic tangent or secant functions,
with independent amplitude and frequency modulation.
The relaxation process occurring in the rotating frame when the
magnetization is locked along the direction of Beff it is ruled by
the relaxation time T1ρ, while T2ρ is the relaxation time when the
magnetization precesses in a plane perpendicular to the direction
of Beff . Therefore, in analogy with the conventional constant
time T1 and T2 that characterize the magnetization relaxation
occurring in the laboratory frame, T1ρ and T2ρ are the longitu-
dinal and transverse relaxation times in the rotating frame.
In the next paragraph we discuss how to obtain images with T1ρ
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and T2ρ contrasts [65, 68].
T1ρ and T2ρ in biological systems The relaxation time T1ρ
is sensitive to magnetic dipolar fluctuations occurring not only
at frequencies around ω0 (typically in the kHz range), but also
at frequency around ωeff = Beff · γ [12, 65, 68].
Since ωeff critically depends on the property of the pulse via B1
and ωRF , the image contrast can be changed by "tuning" the am-
plitude and frequency modulation functions. This is impractical
for the laboratory frame relaxation time T1 and T2, whose sen-
sitivity to molecular dipolar interactions is determined uniquely
by the Larmor frequency, occurring at higher frequency, typically
in the MHz range.
A brief description of the theoretical formalism formulated to de-
scribe relaxation due to isochronous exchange in the case of two
spin populations is provided in the following, for a more compre-
hensive description the reader can refer to [65, 68].
Let’s consider two spin populations A and B, they could be water
and a certain macromolecule, with population density PA and PB.
The difference in chemical shift between the two populations is
δω and k1 and k−1 represent the forward and backward exchange
rate constants defined by the McConnell relationship:
τex =
PA
k1
= PB
k−1
(1.21)
Since T1ρ and T2ρ are dependent on both the amplitude and
frequency modulation of the adiabatic pulses, through α(t) and
ωeff (t), the exchange rates r1ρ = 1/T1ρ and r2ρ = 1/T2ρ during
the adiabatic pulse will depend on time:
R1ρ,ex(t) = PAPBδω2sin2α
(
τex
1 + (ωeff (t)τex)2
)
(1.22a)
R2ρ,ex(t) = PAPBδω2cos2ατex. (1.22b)
The previous equations are valid in the fast exchange regime
τex  1/δω [65, 68].
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1.3.1 T1ρ and T2ρ-weighted imaging
Generally, rotating frame relaxation imaging is achieved with a
sequence that includes a magnetization preparation module fol-
lowed by a readaout (Fig. 1.13A).
To generate T1ρ contrast, a train of AFP pulses is placed before
the imaging readout sequence (Fig. 1.13A). For T2ρ contrast in-
stead, the pulse train is enclosed between two adiabatic half pas-
sages that flip the magnetization to the transverse plane first and
then flip it back to the z′-axis before the readout (Fig. 1.13B).
Figure 1.13: Schematic representation of T1ρ (A) and T2ρ-weighting
(B) imaging sequence [68].
The T1ρ- and T2ρ-weighting is obtained by increasing the
number of pulses in the train, or in other words by increasing
the time of spin-lock (TSL) [65, 68].
During the spin-lock, the longitudinal and transverse magnetiza-
tion in the rotating frame experiences exponential decay, which
is generally approximated as a mono-exponential decay:
M(t) = M0e−TSL/T1,2ρ , (1.23)
where M0 represents the magnetization at the beginning of the
magnetization preparation.
In the present study, the T1ρ or T2ρ prepared magnetization was
imaged with a 3D gradient echo (GRE) to reduce the acquisition
time and improve the SNR.
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Chapter 2
Conventional and novel
approaches for prostate
cancer MRI
Prostate cancer (PCa) is one of the most common cancer in West-
ern countries, second only to lung and bronchus cancer in mor-
tality and the most frequently malignancy diagnosed among men
aged > 45 [40].
Given the high incidence of PCa and the limitations of current
diagnostic methods, the aim of this work is to test the potential
ability of NMR diffusion parameters to improve PCa diagnosis
protocols. For this purpose, it is necessary to introduce a brief
description of the prostate glandular structure and the grading
system of PCa.
2.1 Essentials of prostate anatomy
The prostate is an exocrine gland that surrounds the urethra at
the neck of the urinary bladder. It can be divided into three ma-
jor zones: central, transition and peripheral zone.
The peripheral zone (PZ) is located in the back of the prostate
gland closest to the rectum. It is the largest zone of the prostate
gland and is the site of about 80% of prostate cancer.
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The transition zone (TZ) is sited between the peripheral and cen-
tral zone and it makes up about the 5% of gland volume.
The central gland (CG) is the farthest part from the rectum and
represents about the 25% of the gland.
The prostate tissue consists in 30 − 50 glands surrounded by fi-
bromuscolar stroma; each gland is made by acini, that encircle
the lumen, and ducts.
The stroma consists of dense connective tissue and bundle of mus-
cle cells and it thickens in the central zone. The connective tissue
is made up of collagen fibre with 1− 2µm of diameter.
In normal prostatic tissue, glands are well-defined, separated and
approximately with same size and shape; while, cancer tissue ap-
pears irregular, with glands progressively change size and shape
depending on tumour grade [79].
2.1.1 Gleason grading system
The evaluation of tumour grade is based on microscopic observa-
tion of prostate tissue section, obtained by biopsy.
Carcinoma histological patterns are compared with Gleason grades,
each of which represents a degree of cells differentiation.
The Gleason grading system, developed by the pathologist Dr.
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Donald F. Gleason, is based upon five basic grade patterns, each
of which is scored with a number from 1 to 5. These patterns are
illustrated in a standard drawing (Figure 2.1), used as a guide by
pathologists to identify the specific Gleason grades.
The five basic patterns are used to generate a score, from 2 to 10,
by adding the grades related to the two most common patterns
observed. If only one pattern is present in the sample, the score
is given by multiplying that grade by two.
Gleason grade is directly related to several histopathological fea-
tures, such as tumor size, margin status of glands, and patholog-
ical stage. The aim of this work is to find among the different
NMR diffusion parameters those or that capable to discriminate
between healthy and PCa tissue and suited to correlate with
Gleason score, providing a correct and mostly non-invasive di-
agnosis.
Understanding carcinoma pattern arrangement is useful to real-
ize water diffusion in prostate tissue; in fact, given the inhomo-
geneous tissue structure, different water diffusion behaviours can
be observed: highly restricted diffusion in the epithelial cell layer,
moderately restricted diffusion in the stroma, and relatively free
diffusion in the gland lumen and ducts.
Therefore, it would be necessary to distinguish different diffu-
sion behaviors, relative to different compartments of the prostate
anatomy.
A more clear representation of the tumour grades is given by the
following figure (2.2), where the Gleason patterns are illustrated
both on a macroscopic and microscopic scale. This figure shows
how stromal area increases passing from the first (A, F) to the
third (C, H) grade, while acinar cells grow, decreasing lumen
size; as a consequence, water molecules diffusion is reduced. The
fourth (D, I) and fifth (E, L) grade are distinguished by the pres-
ence of infiltrating cells that invade stroma, lumen and ducts,
ruining the glandular structure of the prostate; thus, the water
diffusion becomes highly restricted in these patterns.
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Figure 2.1: A schematic representation of the five Gleason grade.
1) The first grade is the rarest, shows a well-differentiated carcinoma
with small, well-formed and closely packed glands. 2) In second grade
glands are still well-formed, but with variable size and shape and en-
hanced glands separation. 3) The third, the most common pattern,
shows an increase of stromal separation of glands, usually greater than
one gland diameter. 4) In the fourth grade glands appear with ragged
edges, many cells invading stroma, presenting a very poorly cell differ-
entiation. 5) The fifth is the most unwell-differentiated pattern, with
unrecognizable glands and highly infiltrating cells. [45].
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Figure 2.2: A representation of the basic Gleason grade patterns on
a macroscopic scale on the left (A→E). For each grade an illustration
of the prostatic tissue at microscopic level is reported on the right
(F→L).
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2.1.2 Limits of PCa detection
Clinical treatment of prostate cancer depends on clinical stage,
Gleason score, PSA levels and patient age. The evaluation of
these variables is finalized to stratify patients into low (GS<3+3),
intermediate (GS=3+3, 3+4), and high-risk (GS≥4+3) groups,
according to the recent work of Epstein et al. [28].
In this work, tumours were graded according the system re-
cently proposed by the International Society of Urological Pathol-
ogy (ISUP) [76, 28], which was proven to be more accurate in
predicting PCa progression and in reflecting PCa biology. The
ISUP grading system consists of five distinct GG, related to
the GS as follows GG1=GS6, GG2=GS3+4=7, GG3=GS4+3=7,
GG4=GS4+4=8, GG5=GS9 and GS10.
Since several studies showed that GS4+3=7 demonstrates worse
pathological stage and biochemical recurrence rates than GS3+4=7
[22, 53], we consider GG≤2 (GS≤3+4) and GG≥3 (GS≥4+3) as
low- and high-risk prostate cancer, respectively. The importance
of a correct identification of cancer state lies in guaranteeing the
adequate treatment. In fact, low-risk cancer requests an active
surveillance, that consists in monitoring the course of disease.
The treatment of cancer with GS=3+3,3+4 and GS≥4+3 is rad-
ically different: active surveillance focal therapy and pharma-
cological treatment is recommended in the first case, while in
the second case invasive treatments are necessary, as radiother-
apy and radical prostatectomy. Since current surgical procedures
cannot provide an accurate localization of tumour area, these in-
vasive treatments are directed to the entire gland, and potentially
they can damage neighbouring structures, resulting in disabling
complications, such as urinary incontinence and erectile dysfunc-
tion.
To succeed in differentiating intermediate- and high-risk cancer,
it is fundamental to avoid unnecessary invasive treatment: this
is one of the aims of this work.
Early detection of PCa consists in finding elevated PSA level or
abnormality during DRE, although neither of the two tests is ac-
curate [70].
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In clinical screening a PSA level of 4.0ng/ml is considered nor-
mal [4]; however, men with normal PSA have prostate cancer in
15% of cases and even high-grade cancer in 2% [70].
An increasing of the PSA level can be connected to several benign
factors, besides cancer [24],
• Benign prostatic hyperplasia (BPH), a non-cancerous en-
largement of the prostate;
• Prostatitis, an inflammation of the prostate gland;
• Aging, PSA level normally raises in older age.
Since benign conditions can cause elevated PSA levels, PSA mea-
surement has low specificity (36%) [70]; thus a normal PSA can’t
exclude a tumour suspicion and increased PSA is not necessary
indicative of cancer.
Definitive diagnosis requires biopsy of the prostate, usually per-
formed under transrectal ultrasound guidance.
Biopsy consists in the removal of a tissue sample using a needle;
usually, urologists repeat the procedure even 18 times to take
about 12 samples. The procedure is accomplished following a
systematic scheme of sampling, represented in Figure 2.3. Biopsy
Figure 2.3: Examples of biopsy schemes in coronal plane [79].
is the only test that can provide information on tumour grade,
but false-negative results are common. A simple explanation of
that can be given considering that the specimen extracted in a
38
M.G. Di Trani
biopsy test is approximately 1% of the entire prostate gland and
it can be localized in a non-cancerous region. The probability
of missing a cancer by biopsy is estimated at about 25%, then a
repeated biopsy is necessary if the suspicion of prostate cancer
persists.
Moreover, in 85% of cases, prostate cancer is multi-focal and with
biopsy the effective extension and grade of tumour may be un-
derestimated [72]. In fact, it is not uncommon (30% of cases)
that, what appeared like a low-grade disease, results upgraded in
Gleason score after prostatectomy [31].
Generally, prostate biopsy is a safe procedure, but it can lead to
several complications [63].
Thus, biopsy involves considerable physical and psychological
suffering for patients and it is also affected by both procedu-
ral limitations, as sampling errors and missing of cancer areas,
and diagnostic limitations, as underestimation of Gleason score
and tumour extension.
An improvement of clinical procedures involved in PCa diagnosis
seems indispensable and it is exactly what I tried to accomplish
in this work: to provide a way to go beyond the above-mentioned
techniques limitations using the diffusion MRI.
2.2 Experimental design: materials and
methods
This section refers to the scientific methods employed to study
prostate cancer with different MRI techniques.
The first subsection concerns the high-resolution experiments
carried-out ex-vivo on normal and cancer human prostate sam-
ples, obtained by radical prostatectomy surgery. In the following
two subsections, we investigated the diagnostic ability of DTI
and DKI, respectively, in individuating and classifying PCa on
human subjects with biopsy-proven prostate cancer.
These in-vivo studies initially included 68 patients who under-
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went the MRI examination between February 2015 and March
2016 at the Tor Vergata Hospital, giving their informed consent.
Twenty subjects were discarded from the analysis because biopsy
resulted negative in 9 cases and images presented incorrigible ar-
tifacts in 11 cases. DTI analysis was conducted on 38 patients,
while DKI on 48 patients, since DKI was performed one year later
and more patients underwent MRI.
These studies were conducted retrospectively in collaboration
with the Tor Vergata Hospital. Patients underwent MRI scan,
biopsy and, in some cases, radical prostatectomy regardless of
this study, according to the standard urogenital radiology clinical
routine, following the European Society of Urogenital Radiology
guidelines.
The fourth paragraph concerns the experiments conducted at the
CMRR of Minneapolis to investigate the feasibility of T1ρ, T2ρ
imaging of prostate cancer with a fast acquisition technique on
healthy volunteers and on patients with diagnosed PCa, giving
their informed consent.
2.2.1 Micro-imaging of DTI and DKI at 9.4
Tesla ex-vivo
Tissue samples were obtained from radical prostatectomy surgery
and kept in 4% formaldehyde solution in phosphate buffered
saline (PBS) at 4°C. An expert uropathologist selected one nor-
mal and one cancer sample from 3 patients with high-grade Pca
(Gleason Score ≥ 4+4).
ROIs were manually drawn in stroma, PCa and normal tissue
with the supervision of the uro-pathologist.
Imaging protocol Image acquisition was performed with a
9.4T micro-imaging scanner (Bruker AV400 spectrometer) at the
CNR-ISC Segré Laboratory of the Sapienza University. The scan-
ner was equipped with a micro-imaging probe (10mm internal
maximum diameter) and maximum gradient strength of 1200
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mT/m. XWINNMR and ParaVision 3.0 software were employed
for data acquisition.
DWI was performed with a Pulsed Gradient Stimulated Echo
(PGSE) by varying diffusion gradient strengths, more details in
Table 2.1. Five non-zeros b-values were acquired along 6 non-
collinear directions, as reported in Table 2.1.
Table 2.1: Acquisition parameters for the micro-imaging proto-
col.
PGSE
b-values 0,500,1000,1500,
2000,2500 s/mm2
Repetition Time 4500 ms
Echo Time 14,8 ms
Field of View 150x130x70 mm3
Pixel dim. 70x70 µm
Slice thickness 1 mm
δ/∆ 3/40 ms
Signal averages 8
Diffusion Directions 6
Diffusion parameter estimation DTI was performed by us-
ing FSL 5.0 software, with b-value range 0-1500 s/mm2.
Apparent mean kurtosis (K), kurtosis-derived diffusion coefficient
(D) and proxy Kurtosis Fractional Anisotropy (KFA) were calcu-
lated as described in the section 2.2.3, with b-value range 0-2500
s/mm2.
2.2.2 DTI applications in-vivo
Imaging protocol Image acquisitions were performed at the
Tor Vergata Hospital, using a 3 Tesla clinical MRI scanner (Intera
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Achieva, Philips Medical Systems, The Netherlands). Patients
were examined in supine position with a six-channel receiving
coil (SENSE torso) placed at the pubic symphysis.
Our experimental diffusion protocol consisted of a Spin-Echo
echo planar imaging with 5 non-zeros b-values, acquired along
6 diffusion directions, in approximately 9 minutes of acquisition.
A more detailed description of the acquisition parameters is re-
ported in table 2.2
Table 2.2: Acquisition parameters of the Diffusion protocol
Spin-Echo EPI
b-values 0,500,1000,1500
2000,2500 s/mm2
Repetition Time 3000 ms
Echo Time 67 ms
Field of View 150x130x70 mm3
Pixel dim. 1.56x1.56 mm2
Slice thickness 3 mm
Gap 0
Signal averages 4
Diffusion Directions 6
Acquisition Time 9 min
T2-weighted images (T2WIs) were used as anatomical and
morphological reference to determine biopsy zones and as DTI
reference image.
Biopsy Patients underwent the biopsy examination in a period
of 1 day-2 weeks after the MRI by expert urologists of the Tor
Vergata Hospital. T2-weighted images were used to contour and
record lesion locations. The biopsy was performed in two con-
secutive sections: first a targeted MR/ultrasound fusion biopsy
(BiopSee, Medcom, Darmstadt, Germany) was performed and 2
to 4 biopsy cores were obtained from the targets, followed by a 12
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cores transperineal biopsy (sextant and laterally directed biopsies
at base, mid-gland and apex). Each biopsy session was performed
by different physicians, unaware of the MR findings. Hereafter,
histopathological examination was performed and reviewed for
each specimen on the basis of the recommendations of the the
2014 International Society of Urological Pathology (ISUP) Con-
sensus Conference [28].
Image pre-processing Images were co-registered and corrected
for motion artifacts to minimize voxel misalignment caused by
respiratory movements.
The image pre-processing was performed with FSL 5.0 software
(FMRIB Software Library v5.0, FMRIB, Oxford, UK) [48]. The
DWIs were realigned to the b0-volume with a 2D registration
modality, carried out slice-by-slice, through a rigid-body trans-
formation with 3 degrees of freedom and a cross correlation cost
function, by using the FMRIB’s Linear Image Registration Tool
(FLIRT). Since the image contrast changes considerably as in-
creasing b-values, especially for b ≥ 1500 s/mm2, then DWIs at
b = 500, 1000 s/mm2 were realigned to the b0 and DWIs at b =
1500, 2000, 2500 s/mm2 were realigned to the b = 1000 s/mm2,
in order to improve the accuracy of the registration. The good-
ness of the co-registration was assessed by calculating the mutual
information as similarity measure for each realigned slice and
DW-image.
Regions of interest (ROI) were manually drawn on the b0-images
by referring to T2WIs in the tumor area and in the normal tissue
of the contralateral lobe. Tumor lesions were determined as hy-
pointense foci on T2WIs and restricted diffusion areas on DWI
by two experienced uro-radiologists along with a physicist ex-
pert in the images treatment, blinded to the patient information.
Calcifications, necrosis and neurovascular bundles were carefully
excluded.
Finally, SNR was calculated in both PCa and normal tissue, as
SNR = mean(signal)/sd(noise), considering the internal obtu-
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rator muscle as background signal.
DTI parameter estimation The diffusion parameters MD
and FA were estimated from the diffusion tensor eigenvalues as
described in Section 1.2.1.
The fitting procedure was carried out with DTIFIT tool of FSL
[48] by using three different b-value ranges (s/mm2):
a) 0, 500, 1000
b) 0, 500, 1000, 1500
c) 0, 500, 1000, 1500, 2000, 2500
Mean and standard deviation (SD) of the DTI parameters
were computed with a custom-made MATLAB script (MATLAB
R2012b, The Mathworks, Natick, MA) within the selected ROIs.
Statistical analysis For each b-values ranges (a, b and c) we
used a paired t-test to assess the differences in MD and FA be-
tween:
• lesions in TZ and PZ
• benign and PCa tissue
An unbalanced analysis of variance (ANOVA) was used to de-
termine the differences of MD and FA between GG1-2 and GG≥3
and between benign prostatic tissue and GG1-2. Receiver Opera-
tor Characteristic (ROC) analysis was used to assess the diagnos-
tic performances of diffusion parameters in discriminating GG1-2
vs.GG3 and GG1-2 vs. GG≥3. Sensibility, specificity, area un-
der curve (AUC) and accuracy were calculated. The best cut-off
value was evaluated as the value that maximizes the Youden in-
dex (Sensitivity+Specificity-1).
Finally, the correlation between DTI measures and GS was tested
with the Pearson’s test. P-value p ≤0.05 was considered statisti-
cally significant.
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2.2.3 DKI applications in-vivo
The image acquisition and the biopsy examination were per-
formed as detailed in the previous section. Before performing
the motion correction, as describe above, DWI were corrected for
noise and Gibbs-ringing artifacts, by using dwidenoise [93] and
unring [54] tools, respectively.
DTI parameters were estimated with DTIFIT by using b-values
= 0, 500, 1000 s/mm2.
DKI parameter estimation DKI metrics were obtained by
fitting DWI signal (S) along each diffusion direction to the equa-
tion 1.18.
The estimate of the kurtosis tensor requires each b-value to be
acquired at least with 15 gradient directions[49], considerably in-
creasing the scanning time.
Our DWI protocol was designed to be feasible in a conventional
clinical protocol, which necessitate a reasonable scanning time.
Therefore, to keep our DWI protocol shorter than 10min, DWI
images were acquired only along 6 directions, therefore, the Kur-
tosis tensor could not be estimated.
Alternately, we estimated K(n) and D(n) for each encoding di-
rection; then, maps of mean apparent kurtosis (K) and mean
apparent diffusion coefficient (D) were calculated by averaging
over the six diffusion gradient directions, as follows:
K = 16
6∑
i=1
K(ni) D =
1
6
6∑
i=1
D(ni) (2.1)
The fitting procedure, developed in Matlab, performed a pixel-
by-pixel nonlinear least-squares analysis, using a trust-region-
reflective algorithm.
Moreover, parametric maps of proxy kurtosis fractional anisotropy
(KFA) were calculated as proposed by Hansen et al. [41]:
KFA = SD(K(n))
RMS(K(n)) (2.2)
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where SD indicates the standard deviation, RMS the root-
mean-square value and n the diffusion gradient directions.
Parametric maps of DKI and DTI metrics were obtained for the
entire cohort of patients.
Since cancer tissue could include normal tissue, calculating the
mean of diffusion parameters in ROIs may not be the best quan-
tification of diffusion metrics in PCa. For this reason, we per-
formed histogram analysis [50], by measuring, in addition to the
mean (m) and the standard deviation (sd), the 10th (p10), 25th
(p25) and 90th (p90) percentile of the distribution, i.e. the his-
togram, of diffusion parameters measured in ROIs. The per-
centile of a distribution indicates the value below which a given
percentage of observations falls: in our case, the 10th, 25th and
90th percentiles represent the values below which the 10%, 25%
and 90% of the measures lie, as indicated in Fig. 2.4.
Eventually, we estimated the SNR in both PCa and normal tis-
sue, as reported in 2.2.2.
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Figure 2.4: The histogram-derived metrics (mean, 10th, 25th, and
90th percentile) were pointed out in the histogram of K, measured in
the entire PCa-ROI of a representative subject with a GG5 lesion.
Statistical analysis Kolmogorov-Smirnov test was used to as-
sess whether data were normally distributed. When the hypothe-
sis of normality was not satisfied, non-parametric tests were used.
Kruskal-Wallis test with Bonferroni correction was carried out to
assess statistical significance of differences in each diffusion pa-
rameter between PCa, benign and PT tissue.
The correlation between diffusion parameters and GG and the
cross-correlations between DTI and DKI metrics in benign, low-
and high-GG tissues were assessed with Spearman’s and Pear-
son’s correlation test, respectively.
Finally, the ROC curve analysis was carried out to investigate the
diagnostic ability of each diffusion parameter in distinguishing
low- and high-grade tumours. A p-value p ≤0.05 was considered
as statistically significant.
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2.2.4 T1ρ and T2ρ applications in-vivo
Prior to perform the experiment on human subjects, our se-
quences were tested on a anthropomorphic prostate phantom,
aiming at designing the optimal protocol with a good image res-
olution and SNR in a short acquisition time.
The phantom was filled with loading solution to simulate body
loading and coil performance. The inner part consisted in 3 rings,
targeting a different imaging parameter, i.e. T1, T2 and diffusion
(Fig. 2.5). The phantom was designed 1 to accomodate the use
of ERC and surface coil.
Preliminary tests were conducted on 4 healthy subjects (age range:
27-44y) with surface coil and 1 healthy subject (age: 74y) with
ERC coil to compare the 3D acquisition read-out with the 2D,
in order to assess the reliability of parameters obtained with the
3D acquisition approach and to measure the SNR.
1"Body Phantom with Prostate Mimic for Evaluation of Quantitative
MRI". Authors: Ryan M Kalmoe (Imaging Standards Division, High
Precision Devices, Inc., Boulder, CO, United States), Elizabeth Mirowski
and Gregory J Metzger (Center for Magnetic Resonance Research and De-
partment of Radiology, University of Minnesota, Minneapolis, MN, United
States)
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Figure 2.5: Anthropomorphic prostate phantom 1.
Imaging protocol Six healthy volunteer (age range: 27-74y)
underwent MRI examination on a 3T scanner (Siemens MAG-
NETOM Prisma) at the CMRR of Minneapolis, giving their in-
formed consent. The experimental protocol consisted of a 3D
Gradient Echo readout, preceded by a train of TSL = 0, 4, 8, 12,
16 adiabatic HS1 pulses (more details in Table 2.3). The choice of
the image geometry (resolution, slice thickness, number of slices)
was made to be comparable to the standard acquisition of the
clinical protocol performed at the CMRR.
T1ρ and T2ρ-weighted imaging was repeated four times for each
subject; between repeated acquisitions each subject was getting
off from the scanner. For each relaxation time we acquired 5
volumes and 22 slices in 5.04min. An axial high-resolution T2-
weighted image was acquired as reference for the ROI identifica-
tion (TR/TE=6000/103 ms, pix. dim. 0.5x0.5 mm, slice thick-
ness 3 mm, num. of slices 22, acquisition time = 2.2min). DWI
was also performed with single-shot echo-planar imaging (EPI)
combined with reduced volume excitation (ZOOMit; Siemens
Healthcare). B-values (0, 50, 800, 1200 s/mm2) were acquired
with monopolar gradients along 3 orthogonal directions (TR/TE
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= 3400/86 ms, pix.dim. = 1.88x1.88 mm, slice thickness = 3
mm, num. of slices = 22, acquisition time = 4.6min).
In order to estimate SNR, for each repetition an image of only
noise was acquire, by turning off any excitation pulse.
The same protocol for T1ρ and T2ρ imaging used for the repeat-
ibility study was performed on one subject with the suspect of
PCa, by using an ERC coil, as required by the clinical protocol
usually performed at the CMRR. Successively, the biopsy con-
firmed the presence of cancer (GG1) and benign prostatic hyper-
plasia. We performed the same protocol for T1ρ and T2ρ imaging
we used for the repeatibility study.
Table 2.3: Acquisition parameters for the relaxometry protocol.
3D Gradient Echo
Repetition Time 2400 ms
Echo Time 3,18 ms
Train of HS pulses 0, 4, 8, 12 16
HS pulse duration 6 ms
Field of View 220x220x30 mm3
Pixel dim. 1.4x1.4 mm
Slice thickness 3 mm
Signal averages 1
Acquisition Time 5.04min
Image pre-processing T1ρ and T2ρ maps were calculated with
a mono-exponential fit performed in MATLAB, according Eq.
(1.23). ROIs were manually drawn in the peripheral and central
zone on T2ρ-weighted image, by referring to the T2-weighted im-
age. The identification of ROI was made on T2ρ-weighted since it
showed a better contrast between PZ and CG than T1ρ-weighted
image.
Mean and standard deviation were calculated in ROIs for each
relaxation time.
In the subject with PCa, T1ρ, T2ρ, ADC and T2-weighted values
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were calculated in BPH and healthy tissue. Since the lesion was
too small, it was impossible to draw a reliable ROI in PCa tissue.
SNR was calculated as described in Section 2.2.2, but noise was
estimated from the noise image.
Statistical analysis The intraclass correlation coefficient (ICC)
was used to assess the repeatability of measurements [67], tak-
ing into account two sources of variability, between-subject and
between-scans within the subject. Since there was no system-
atic difference between the repeated scans, we considered both
between-subject and within-subject sources of variability as in-
dependent random effects, therefore ICC(1,1) model was used
[92].
2.3 Results and discussions
In this section results and the relative discussions of our four ex-
periments on prostate imaging are reported.
The first paragraph refers to the high resolution imaging on nor-
mal and cancer human prostate tissues, performed with ultra-
high magnetic field (9.4T) to approach the cellular scale and
quantify diffusion parameters in the different prostate microstruc-
tures (stroma, lumen, epithelial tissue).
In the second paragraph, we investigated the ability of DTI, per-
formed with different b-value range, to discriminate both PCa vs.
normal tissue and low- vs. high-grade PCa on human subjects
with biopsy-proven prostate cancer.
In the third paragraph, we discussed the diagnostic accuracy of
DKI in identifying and classifying PCa by using histogram anal-
ysis.
The fourth paragraph concerns the work conducted at the Cen-
ter for Magnetic Resonance Research (CMRR) of Minneapolis.
These preliminary experiments were dedicated to T1ρ, T2ρ imag-
ing of prostate cancer with a fast acquisition technique, recently
developed at the CMRR, that allowed imaging prostate with a
good resolution (1.4x1.4mm in plane) in roughly 5 minutes of
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acquisition, enabling the use of T1ρ, T2ρ imaging for clinical pur-
poses.
2.3.1 Ex-vivo micro-imaging outcomes
High resolution DWI and diffusion parameters maps of normal
tissue clearly showed the prostate glandular structure, except for
FA and KFA maps, that showed hyper-intensity in the stroma
compartment (Fig. 2.7). The parameter that seemed to better
represent tissue histo-architecture was DK . No evident glandular
structure is visible either in DWI and diffusion maps of PCa tissue
(Fig. 2.7).
Compared to normal tissue, in PCa we found lower MD, DK and
K values and higher FA and KFA values (Fig. 2.6).
MD                 FA D
K
MK KFA
0
0.2
0.4
0.6
0.8
1
1.2
stroma
PCa
normal
Figure 2.6: Bargraphs show mean value and standard error of diffu-
sion metrics calculated in stroma, PCa with GG4 and normal tissue
sample, obtained from radical prostatectomy.
52
M.G. Di Trani
0 0.5 1 1.5
10
-3
0 0.2 0.4 0.6 0.8 0 0.2 0.4 0.6 0.8
0 0.5 1 1.5
10
-3
0 0.5 1
B C
D E
A
F
B CA
F
0 0.5 1 1.5 0 0.2 0.4 0.6 0.8 0 0.2 0.4 0.6 0.8
0 0.5 1 1.5 0 0.5 1
D E
F
PCa tissue
Benign tissue
Figure 2.7: (A-E) Respectively, high resolution MD, FA, KFA, D and
K maps of a benign (top panel)and PCa (bottom panel) tissue mea-
sured at 9.4T. The pathologist highlighted in green glandular benign
tissue(top) and PCa with GG4 (bottom) on the histology (F).
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Discussion This experiment was carried out to provide a direct
comparison between DMRI parameters and histological assess-
ment, that currently represents the gold standard for diagnosis.
This goal is unobtainable in-vivo, where pixel dimension is 103
times bigger than tissue microstructures and diffusion measure-
ments are biased by partial volume effects. With the typical
resolution of in-vivo experiment (1-2mm), the DWI signal results
from the overall contribution of several compartments and an in-
coherent orientation of stroma fibers, losing any information of
micro-anisotropy.
In normal samples, DWIs and parametric maps highlighted three
different diffusion compartments: ductal lumen, fibromuscolar
stroma and epithelium (Fig. 2.7, top panel). Prostate glands
can measure 50-100µm in diameter, therefore with a resolution
of 70µm our measurements in the normal glandular structures
are affected by partial volume effect; only for few bigger glands
it was possible to distinguish between epithelium and lumen.
Histopathological evidences showed that PCa with Gleason Score
(GS) ≥ 4+4 consisted of a solid mass of undifferentiated cells
(Fig. 2.7, bottom panel), consequently no glandular structure is
recognizable on DWIs or diffusion maps of tumor samples.
MD and DK are lower in PCa, resulting from the absence of the
gland lumen and from malignant cell proliferation that obstructs
the almost-free diffusion compartments (acini, ducts). However
MD and DK showed higher values in stroma than in normal tis-
sue, probably because of the contribution of the epithelium com-
partment characterized by low diffusivity, as reported in another
ex-vivo study [16].
Few studies [14, 16, 15, 30, 97] investigated diffusion MRI ex-vivo
on prostate tissue and, to the best of our knowledge, this is the
first ex-vivo study performing DKI on prostate samples, hence
further investigations are necessary to clarify the role of kurtosis
in ex-vivo prostate imaging.
FA and KFA showed their higher values in stroma (Fig. 2.6),
whose fibrous structure exhibits micro-anisotropy, and their lower
values in PCa, as a consequence of increasing cell density and
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losing of the stroma compartment. In normal tissue, KFA maps
seemed more rich of details compared to FA map, suggesting that
would be interesting to further investigate the performance of this
parameter.
Our results highlighted that diffusion derived micro-images re-
flect tissue architecture and structural modifications occurring
with tumor. However, this experiment had one main limitation:
epithelial tissue could not be segmented from lumen, since glands
were too small (≤ 50µm), so it was not possible to measure dif-
fusion parameters in these regions; this issue will be overcame by
reducing pixel dimension in future experiments.
Another limitation was the scanner bore size, which allowed a
maximum probe diameter of 10mm, too small to image the en-
tire prostatectomy specimen (40-50mm diameter), preventing the
co-registration of the whole histology sections to the MRI data.
Moreover, it would have been interesting to evaluate the differ-
ences between TZ and PZ PCa, however, in this study, subjects
were affected by PCa only in the PZ area.
2.3.2 In-vivo DTI outcomes
After the co-registration, the mutual information generally de-
creased, confirming the goodness of our strategy. However, the
25% of slices showed an increase of mutual information for the
realignment of few b-value volumes. Mean and standard devia-
tion (sd) of the MD and FA evaluated in PCa and normal tissue
at three b-value ranges are reported in Table 2.4.
MD and FA measured in PCa developed in TZ and PZ were not
statistically different, therefore, TZ and PZ lesions were consid-
ered together in the statistical analysis.
SNR was greater than 10 for all subjects at the highest b-value=2500
s/mm2, in both PCa and benign prostate regions.
MD significantly discriminated PCa from benign tissue at every
b-value range (t-test with p< 10−5), while no significant differ-
ence was found for FA.
In Fig. 2.8, an example of MD and FA maps is displayed for four
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patients with diagnosed PCa of GG1 (GS = 3 + 3), GG2 (GS =
3 + 4), GG3 (GS = 4 + 3) and GG4 (GS = 4 + 4).
MD values showed significantly linear correlation with GS (Table
2.5); the strongest correlation was observed for MD values esti-
mated with b-value range = 0-2500 s/mm2.
Table 2.4: MD and FA values in benign tissue and PCa measured
at different b-values range.
MD (mm2/s) FA
benign PCa benign PCa
0-1000 1.60±0.27 0.74±0.15 0.22±0.09 0.30±0.11
0-1500 1.20±0.19 0.60±0.09 0.22±0.07 0.27±0.10
0-2500 0.80±0.11 0.46±0.07 0.21±0.06 0.26±0.08
Table 2.5: Pearson’s test for the correlation between MD and GG
b-range (s/mm2) p-value r
0-1000 10−3 -0.38
0-1500 10−4 -0.43
0-2500 10−4 -0.51
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Figure 2.8: MD and FA maps obtained in four patients with PCa
of GG1 (GS=3+3), GG2 (GS=3+4), GG3 (GS=4+3) and GG4
(GS=4+4). White arrows indicate the PCa zone. T2-weighted and
DTI maps representative of low-risk and intermediate/high-risk PCa
are displayed in the red and blue box, respectively. MD maps show
a good contrast between cancer and benign tissue, while in FA maps
lesions not recognizable.
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MD significantly discriminated between GG1-2 and GG3 in all
the considered b-value ranges (Table 2.6). Moreover, the MD dis-
criminated between GG1 and GG2 only when the b-value range
= 0-1500 s/mm2 was used. MD values were significantly differ-
ent between GG1-2 and GG4, GG1-2 and GG5 and also between
benign prostatic tissue and PCa of GG 1-2 (Table 2.6).
The ROC analysis showed MD calculated with b-values = 0-2500
s/mm2 to have the highest accuracy in discriminating GG 1-2 vs.
GG3 and GG1-2 vs. GG≥3 (Table 2.7).
No correlation between FA values and GS was found; therefore,
the FA did not discriminate between different GGs, at any inves-
tigated b-values range, as well as FA values were not significantly
different between normal and cancer tissue.
Table 2.6: ANOVA-test performed to compare MD between dif-
ferent GGs
b-range (s/mm2) 0-1000 0-1500 0-2500
GG1-2 vs benign 10−18 10−18 10−20
GG1-2 vs GG ≥ 3 10−3 10−5 10−5
GG1 vs GG2 n.s 0.03 n.s.
GG1-2 vs GG3 0.03 0.01 0.01
GG1-2 vs GG4 0.04 10−3 10−4
GG1-2 vs GG5 3·10−4 10−4 10−4
Table 2.7: ROC curve analysis to evaluate the MD ability to
discriminate GG1-2 vs GG3 and GG1-2 vs GG≥3
AUC 0-1000 0-1500 0-2500
GG1-2 vs GG3 0.78 0.74 0.82
GG1-2 vs GG≥3 0.74 0.81 0.83
Discussion In this study, we performed DTI by using three
different b-values ranges: 0-1000 s/mm2, 0-1500 s/mm2, 0-2500
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s/mm2, highlighting how the diagnostic potential of MD values
depends on the choice of b-values.
We found a significant difference in MD values between GG1-2
vs. GG3 and GG1-2 vs. GG≥3. The sensitivity of MD val-
ues in discriminating low- and high-grade PCa can be explained
by considering how tumor development modifies the tissue mi-
crostructure. In particular, while GG1-2 (GS3 + 3 and GS3 + 4)
is characterized by the presence of few well-formed glands, GG3
consists of poorly-formed/fused/cribriform glands and a greater
amount of stroma and connective tissue, since it is mainly com-
posed by the Gleason pattern 4 [28].
Compared to the almost free-diffusion experienced in gland lu-
men and ducts, water molecules motion is hindered in stroma
and cribriform glands causing decreased MD values in GG3. In
the same way, MD values in GG4-5 showed significantly lower
values compared to GG 1-2 and GG3, due to further reduction
of glands and lumen, up to their disappearance, and a predomi-
nance of fibro-muscular stroma and undifferentiated cells, causing
strongly restricted and slower water diffusion.
Moreover, to discriminate between GG1-2 and GG3 with the best
accuracy, this study suggests to estimate the MD by using b-value
range = 0-2500 s/mm2. The choice of b-values determines the
dynamic probed by diffusion, in particular, the DWI signal ac-
quired with high b-values is sensitive to restricted and hindered
diffusion that is mainly observed in high-grade PCa. Therefore,
our results indicate that diffusion MRI with high b-values should
be investigated to improve the sensitivity and specificity in dis-
tinguishing between low- and intermediate/high-risk cancer in
prostate tissue.
Our results showed a linear negative correlation between MD val-
ues and GS, in agreement with other studies [62, 91]. However,
in contrast with Li et al. [62] and in accordance with Uribe et al.
[91], we found no significant correlation between FA values and
GS. Moreover, FA was not significantly different between GG1-2
and GG≥3. A possible explanation of this discrepancy could be
that in Uribe et al. [91] and our study DWI was performed with
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only 6 diffusion gradient directions, while Li et al. [62] used 32
directions. Since the estimation of FA strongly depends on the
number of the diffusion gradient directions, the potential diag-
nostic role of FA should be further investigated.
The International Society of Urological Pathology [28] underlined
that there is a significant difference in terms of prognosis be-
tween GG1-2 and GG≥3, since the latter has a higher recurrence
rate after treatment and more frequent metastases than GG1-2,
which is classified as low-risk cancer. Therefore, a reliable and
non-invasive diagnostic imaging method, able to differentiate be-
tween low and intermediate/high risk PCa, is highly desirable to
plan cancer treatment. Our results showed that DTI protocol
can help to achieve this goal.
Finally, ROC analysis confirmed that the MD estimated with
b-values = 0-2500 s/mm2 can classify low and high-grade PCa
with the highest accuracy, suggesting that high b-values should
be employed in the study and diagnostic of PCa.
However, performing DTI with high b-values, albeit it was largely
and successfully used in clinical imaging, it’s an approximation.
The diffusion tensor is calculated from a series of mono-exponential
equations, yet experimentally the DWI signal deviates from the
mono-exponential decay at b-values ≥ 1500 s/mm2. Therefore,
we continued our study on MRI clinical application on prostate
cancer, by performing DKI that better describes DWI signal at
high b-values.
This study was limited by a small and inhomogeneous statistical
sample, since we analyzed a low number of patients with GG4-
5, because thanks to the early diagnosis patients with GG1-2 or
GG3 are more common. Furthermore, we correlated our DTI
data with the histology results of the TRUS-MRI fusion-biopsy,
not with surgical specimens of the whole prostate.
2.3.3 In-vivo DKI outcomes
In both PCa and benign prostate tissue, we measure SNR higher
than 10 at the highest b-value=2500 s/mm2, among the entire
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cohort.
Statistically significant differences were found between PCa and
benign tissue for DTI (MD, FA) and DKI parameters (K, D,
KFA) with p < 10−3. PT tissue was significantly different from
PCa tissue (except for K, KFAp90 and FA) and from benign tissue
for all parameters (Fig. 2.9).
Figure 2.9: Diffusion measures in PCa, PT, and benign regions.
Stacked bargraphs show mean and SD of histogram metrics calculated
in PCa (blue bars), PT (light green bars), and benign (yellow bars)
tissue for each diffusion parameter: K (a), MD (b), D (c), KFA (d),
and FA (e). Symbols indicate the p-value of Kruskal–Wallis test per-
formed between PT and benign (∗), PCa and PT (♦), and PCa and
benign tissue (•). ∗ p < 0.05; ∗∗ p<0.001.
K-histogram derived parameters exhibited a strong positive
correlation with tumour grade (rm=0.51, rp25=0.42, rp90=0.52,
p < 0.009, Table 2.8), except for the 10th percentile. Among
histogram metrics of D, only the 10th percentile was weakly cor-
related with GG (rp10=-0.36, p < 0.03). The mean, 10th and 25th
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percentile of MD showed a weak negative correlation with GG
(rm=-0.36, rp10=-0.41, rp25=-0.39, p < 0.05).
No significant correlations were found between KFA and FA vs.
their histogram-derived measures and vs. the tumour grade (Ta-
ble 2.8).
Except for FA and KFA, diffusion maps showed a good contrast
between PCa and benign tissue (Fig. 2.10). The ROC curve
Figure 2.10: Diffusion parametric maps. T2-weighted image (a) with
outlined PCa (orange), PT (white), and benign ROI (light blue), K-
map (b), MD-map (c), D-map (d), KFA-map (e) and FA-map (f) of
a subject with a GG3 lesion.
analysis (Table 2.9) suggested that Kp90 has the best diagnostic
accuracy, i.e. the higher AUC, in distinguishing low- from high-
grade PCa, (AUC=0.84), followed by MDp10 (AUC=0.72), Dp10
(AUC=0.67) and KFAp25 (AUC=0.67), (Table 2.9). Histogram
metrics of FA showed a performance similar to a random classi-
fier with the maximum AUC=0.55 for FAm.
Histograms of diffusion metrics of one patient with GG1 and one
patient with GG4, randomly chosen, are showed in Fig. 2.11.
Scatterplots in Fig. 2.12 pointed out the relationship between
DKI and DTI parameters, while the results of their correlation
(Pearson’s test) are reported in Table 2.10.
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Table 2.8: Correlation coefficient r and p-value of the Spearman’s
test between histogram metrics of diffusion parameters and GG
(p<0.03)
Mean p10 p25 p90
K 0.51 n.s. 0.42 0.52
D n.s. -0.36 n.s. n.s.
KFA n.s. n.s. n.s. n.s.
MD -0.36 -0.41 -0.39 n.s.
FA n.s. n.s. n.s. n.s.
Table 2.9: AUC of the ROC Curve Analysis Results Obtained
for Histogram Metrics of Each Diffusion Parameter
K D KFA MD FA
Mean 0.79 0.62 0.61 0.69 0.55
p10 0.69 0.67 0.66 0.72 0.50
p25 0.74 0.64 0.67 0.71 0.50
p90 0.84 0.63 0.59 0.65 0.51
Table 2.10: Pearson’s Test Results of the Correlation Between
DTI and DKI Parameters evaluated in low-GG, high-GG and
benign tissue (p<0.05).
low-GG high-GG benign
K vs MD -0.71 -0.85 -0.89
D vs MD 0.93 0.79 0.96
KFA vs FA 0.54 n.s. 0.62
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Discussion In this study, we investigated the performance of
DKI compared to DTI in PCa grading, using the histogram anal-
ysis.
Since low SNR can bias diffusion parameters estimation, to val-
idate the reliability of the quantified metrics, we calculated the
SNR of DWIs as a function of b-values. We found that the SNR
was higher than 10 for b=2500 s/mm2 for each patient, a value
well above the critical value SNR=3 [52].
Diffusion maps (Fig. 2.10) clearly showed the presence and the
extension of cancer tissue, except for FA and KFA maps. FA
map showed no contrast between PCa and benign tissue, while
in KFA map (e) PCa appears slightly more intense than benign
tissue, not sufficiently, however, to correctly individuate PCa re-
gion or PCa extension.
Our estimation of DKI parameters in benign and cancerous prostate
tissue was in general accordance with other studies, that referred
a SNR 29.3±9.9 [83] and 34.81±6.44 [87] (both calculated at
b=2000 s/mm2), comparable to the mean values calculated in this
study, where SNR was 18.02±7.4 (calculated at b=2500 s/mm2)
in PCa region.
Interestingly, by comparing results obtained at 3T in-vivo and at
9.4T ex-vivo, we measured higher values of MK in normal tissue
than in PCa ex-vivo (Fig. 2.6), the opposite respect to what
has been found in-vivo both in this and in other works [27, 83,
87, 94]. Probably, this is due to the fact that ex-vivo we mea-
sured diffusion parameters in normal tissue without segmentating
lumen and epithelial tissue. Therefore, the presence of the ep-
ithelial tissue, a compartment characterized by highly restricted
diffusion, exhibiting a non-Gaussian behaviour, contributed to
increase MK.
In literature, the outcomes of DKI in PCa diagnosis are discor-
dant, including studies that found an increased value for DKI in
PCa assessment [27, 83, 87, 94] and studies that found no sig-
nificant advantages in using DKI for PCa detection and grading
[81, 90].
In our work, K showed a superior diagnostic power in discrimi-
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nating low- and high-grade PCa. This is probably because, unlike
previous studies that used 3 diffusion gradient directions, we have
evaluated K using six gradient directions and we used a different
classification of tumour grades [28, 76] with a different definition
of low- and high-risk PCa.
Results of this study showed that DTI and DKI with entire-lesion
histogram analysis enable the discrimination between patients
with PCa of different aggressiveness grades. In agreement with
Wang et al. [94], Kp90 showed the strongest correlation with GG
and the best diagnostic ability in differentiating high- from low-
grade PCa, according to the ROC analysis.
MD histogram metrics showed good performance in correlating
with GG and in differentiating low- and high-risk patients; how-
ever, K-metrics showed the strongest correlation with GG and
the highest AUC.
By examining histograms of low- and high-grade tissues (Fig.
2.11), it is evident that K showed the largest separation. Be-
sides, K-histogram was broader in high-grade than in low-grade
tissue. This may be due to the peculiar structural heterogeneity
of high-grade PCa characterized by great irregularity of glands
shape and arrangement.
Conversely, the high variability of MD and D in low-grade cancer
tissue (broader histograms) may reflect the presence of several
diffusion compartments characterized by fast and hindered dif-
fusion dynamics that tend to vanish when glandular structure is
disrupted by high-grade cancer, resulting in distributions peaked
at low diffusion values for high-grade PCa regions.
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Figure 2.11: Histograms of low- and high-GG prostate tissue. Distri-
bution of DKI and DTI parameters of two subjects, randomly chosen,
representing low- and high-GG prostate tissue (GG1 and GG4, respec-
tively).
Furthermore, the surrounding region of PCa lesion (peritu-
moral, PT) may provide cues on the prognosis and aggressive-
ness of the lesion itself. For example, mast cells in PT region
promote angiogenesis and can be prognostic markers in prostate
cancer [51]; moreover, the peritumoral lymphatic vessel density
varies with the Gleason score and with the presence of regional
lymph node metastases [82]. Therefore, a precise evaluation of
PT region may increase the accuracy in the definition of tumour
extension, and potentially provide information about future de-
velopments of the lesion. We tested the sensitivity of diffusion
parameters with respect to the PT tissue, finding a statistically
significant difference between the PT region and both PCa and
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benign tissue, suggesting diffusion properties of this transitional
zone distinct from both the benign and cancer tissues.
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Figure 2.12: Correlations between DTI and DKI parameters mea-
sured in benign (yellow), low-GG (blue), and high-GG (orange)
prostate tissue. A: K and MD show a general inverse correlation,
weaker for low-GG PCa. B: D and MD are highly correlated. C: KFA
and FA are uncorrelated in high-GG PCa and moderately correlated
in benign and low-GG tissue.
As indicated by their strong correlation (Fig. 2.12B), MD
and D reflected the properties of prostate tissue similarly. In
fact, according to previous studies [27, 83, 87, 94], we found MD
and D to be lower in cancer tissue, because of infiltrating ma-
lignant cells restricting water molecular motion. Conversely, K
assumes higher values in PCa, reflecting the increased complexity
and heterogeneity of tumour histo-architecture.
The variations of tissue diffusion properties are strictly related to
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the morphological modifications caused by PCa: glands change in
size and shape and malignant cells infiltrate ducts and acini, re-
ducing the free available space for molecular motion [45]. The
general inverse correlation between K and MD (Fig. 2.12A)
pointed out how the overall effect of these micro-modifications
is a combination of reduced diffusivity and increased tissue het-
erogeneity. However, in low-grade PCa data (GG ≤ 2, blue data
in Figure 2.12A), the correlation between K and MD (Table 2.10)
is weaker than in benign and high-GG. In particular, K values
showed higher variability than MD values in low-risk PCa (Fig.
2.12A), likely that K is able to discriminate further differences in
low-GG tissue, not detectable by conventional DTI analysis.
In principle, tissue anisotropy could be a marker for tumour de-
velopment, since Lawrence et al. [59] showed that stroma signifi-
cantly decreases in PCa. Moreover, Bourne et al. [16] underlined
that stroma is a prostate compartment where micro-anisotropic
diffusion occurs. Therefore, in this study, for the first time, we
estimated the anisotropic complexity of benign tissue and PCa
by calculating KFA values. Hansen and Jespersen [41] investi-
gated with simulations KFA and FA in brain as a function of
tissue complexity and they demonstrated that KFA can reveal
tissue anisotropic complexity when FA fails, providing a different
image contrast and additional information on tissue composition.
However, the estimation of FA in prostate tissue generated con-
trasting results. As reported in Section 2.3.2, we found the FA
to have no diagnostic power in classifying PCa and identify PCa
from normal tissue, accordingly to the study of Xu et al. [97]
where no significant FA differences between cancerous and benign
tissue with both in vivo and ex vivo experiments were observed.
Conversely, other authors [89] found FA to be higher in PCa and
strongly correlated with GS, while Uribe et al. [91] found a weak
correlation. In our study, we tested the possibility that KFA
overcomes FA limitations. We found KFA to discriminate PCa
from benign tissue, ROC analysis showed KFA to have a better
performance than FA (AUC[KFAp25]=0.67, AUC[FAp25]=0.55),
but neither KFA nor FA were correlated with GG. Since KFA
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and FA appeared uncorrelated in high-risk PCa and moderately
correlated in low-GG and in benign tissue (Fig. 2.12C, Table
2.10), KFA could furnish unexplored characteristics of prostate
cancerous tissue. However, more studies should be addressed to
evaluate KFA in prostate PCa at different Gleason.
One of the limits of this work was the restricted number of anal-
ysed patients, as well as the in-homogeneous distribution of spec-
imens with different GG. Another limitation lies in the fact that
TRUS-MRI fusion-biopsy was used as reference standard, be-
cause it under-estimates tumour grade in comparison to prosta-
tectomy [58]. Finally, since we acquired DWI using six diffusion
gradient directions, we could not calculate the kurtosis tensor,
whose estimate needs at least 15 gradient directions [49]. There-
fore, we measured the apparent kurtosis metrics, which is not
rotationally invariant.
In conclusion, DKI metrics in prostate tissues provide indepen-
dent and complementary information to that acquired with DTI
metrics, especially in low grade PCa. As a consequence, DKI to-
gether with DTI metrics can more comprehensively characterize
the complex mechanisms underlining PCa-related changes than
conventional diffusion techniques alone. The DWI protocol for
apparent kurtosis estimation presented here, provided an accu-
rate tumor grades classification in a short scanning time, guar-
anteeing its clinical feasibility.
K-maps better highlight differences between low- and high-grade
PCa and provide images with different normal/cancer tissue con-
trast, that could be helpful to identify smaller lesions. Further-
more, DKI yielded a better diagnostic accuracy in PCa strati-
fication, suggesting that DKI is more sensitive to tissue micro-
changes occurring with tumour progression compared to DTI.
Thus, this work suggests that DKI may be useful to ameliorate
the precision in the diagnosis and grading of PCa, providing dif-
ferent information to DTI in contained acquisition time.
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2.3.4 T1ρ and T2ρ outcomes
Preliminary tests conducted on a prostate phantom in order to
verify the feasibility of 3D reconstruction and the image quality
are showed in Fig. 2.13. In the figure, 2D and 3D acquisition
performed both with surface and ERC coil are reported.
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Figure 2.13: An example of T1ρ-weighted image acquired with 2D
(A,C) and 3D (B,D) gradient echo readout by using a surface coil
(A,B) and ERC coil (C,D) on a prostate phantom.
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Relaxation times measured with 2D and 3D acquisition meth-
ods were compared in 4 healthy volunteers with surface coil and
1 healthy voluneteer with ERC coil. For both T1ρ and T2ρ, mea-
surements performed with the 3D GRE and 2D GRE differed
within one standard deviation for each subject (Table 2.11).
In Fig. 2.14 and 2.15 are reported respectively the SNR es-
Table 2.11: Mean and standard deviation of T1ρ and T2ρ mea-
sured with 2D and 3D reconstruction methods by using surface
and ERC coil.
T1ρ (s) T2ρ (s)
2D 3D 2D 3D
surf. coil 0.14±0.04 0.19±0.07 0.13±0.03 0.10±0.02
ERC coil 0.30±0.07 0.21±0.03 0.08±0.03 0.08±0.02
timated in PZ and CG and a comparison between the SNR of
images acquired with 2D and 3D GRE for both T1ρ and T2ρ-
weighted images.
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Figure 2.14: SNR estimated in T1ρ and T2ρ-weighted imaging ac-
quired with the 3D GRE sequence. SNR was calculated in PZ and CG
of healthy subjects.
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Figure 2.15: Comparison between SNR of 2D and 3D GRE sequence
for T1ρ (A) and T2ρ-weighted (B) images. SNR was estimated in PZ
and CG of healthy subjects.
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PZ
CG
Figure 2.16: Mean and standard deviation of T1ρ and T2ρ estimated
in PZ and CG of healthy subjects.
A comparison between prostate phantom images acquired with
the 2D and 3D methods T1ρ and T2ρ values measured in PZ and
CG are showed in Fig. 2.16.
In general, T2ρ-weighted images showed a better contrast between
different prostate regions than T1ρ-weighted (Fig. 2.18), for this
reason they were used for the ROI identification.
The results of the ICC test are showed in Fig. 2.17.
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Figure 2.17: Scatterplot of T1ρ (A,B) and T2ρ (C,D) estimated re-
spectively in PZ and CG of healthy subjects. For each subject the
measurements were repeated four times. The result of the ICC test is
reported in each figure title.
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Figure 2.18: T1ρ and T2ρ-weighted images at TSL=4 (A and B);
T1ρ and T2ρ-map in ms (C and D) and ADC-map in mm/s2 (E). In
T2-weighted image (F) examples of ROIs in PZ (light blue) and CG
(orange) are showed.
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Preliminary results on the subject with PCa (Fig. 2.19) showed
that T2ρ provided the best discrimination between BPH, PZ and
TZ.
Also T1ρ histograms showed well separated mean values, while
T2-weighted and ADC values showed an overlap between BPH
and PZ. (Fig. 2.20).
Figure 2.19: T1ρ, T2ρ, ADC and T2-weighted images acquired with
ERC coil. The BPH is highlighted in yellow.
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Figure 2.20: Histogram of T1ρ, T2ρ, ADC and T2-weighted values
estimated in BPH and normal PZ and TZ tissue of one subject with
GG1 PCa.
Discussion In this preliminary experiment we tested the feasi-
bility of T1ρ and T2ρ imaging in healthy prostate gland, perform-
ing a repeatability test.
A common drawback of T1ρ and T2ρ imaging is the high level of
energy deposited by the sequence, estimated by specific absorp-
tion rate SAR, since the preparation pulses are applied every TR.
Usually, in order to comply with the maximum allowed SAR, the
TR is increased, resulting in long acquisition times.
In this study, we overcame these shortcomings by using a 3D
gradient echo sequence as readout. Moreover, the 3D acquisition
method provided a better SNR, as shown in Fig. 2.15, allowing
to reduce the image resolution to 1.4x1.4mm, keeping the acqui-
sition time of roughly 5min.
A preliminary study on a prostate phantom was realized to ver-
ify the image quality and the feasibility of the 3D reconstruction
method. Results reported in Fig. 2.13 show a significant im-
provement in terms of SNR and signal homogeneity for the 3D
method, remarkably visible when the surface coil was used.
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In order to assess the reliability of our experimental protocol, T1ρ
and T2ρ values obtained with 3D and 2D reconstruction methods
were compared. T1ρ seemed to show an higher variability than
T2ρ, however both parameters varied within one standard devia-
tion for each subject, both when surface and ERC coil was used
(Table 2.11).
Results of the ICC test on healthy subjects suggested that our
protocol provided a reliable and stable estimation of T1ρ and T2ρ
(Fig. 2.17).
Preliminary results on a patient with diagnosed PCa and BPH
suggested that T1ρ and T2ρ imaging could be useful to identify
BPH. Given their sensitivity to tissue microenvironment [66], T1ρ
and T2ρ could enable a better discrimination of benign and malig-
nant conditions. Studies conducted on humans reported variation
in the inflammatory microenvironment of BHP [5, 101]. Our mea-
surements in BHP and normal prostate suggested that T2ρ had
a better discrimination compared to ADC, T2 and T1ρ. Likely,
inflammatory changes involve metabolic processes to whom re-
laxation in the rotating frame can be sensitive, without causing
a structural change that can lead to a variation of the ADC or
T2.
These preliminary results are not sufficient to clarify the role of
T1ρ and T2ρ in the diagnosis of BHP, but they suggest that fur-
ther investigation should be performed.
In this work, cancer tissue could not be analyzed, since the lesions
were too small to correctly identify ROIs. However, our work
demonstrated the feasibility of T1ρ and T2ρ imaging in prostate
cancer by using a 3D gradient echo readout, which enable to ac-
quire 5 volumes with a good resolution (1.4x1.4mm in plane) in
less than 5min, making these techniques feasible for clinical ap-
plications. To the best of our knowledge, this is the first work
performing T1ρ and T2ρ with a 3D reconstruction technique and
the first one performing T2ρ imaging on prostate. There is only
another one work performing T1ρ imaging of prostate cancer [47],
which showed the ability of T1ρ to differentiate low- and high-
grade PCa. Our estimation of T1ρ on healthy tissue are in good
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accordance with the measurements reported by Jambor et al.
[47].
The 3D method allowed T1ρ and T2ρ imaging with a good res-
olution, an higher SNR in a reasonable acquisition time, while
the 2D approach would have required 20min for the same image
geometry.
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Chapter 3
Fetal brain development
The versatility of Diffusion MRI and its sensitivity to probe tis-
sue microstructure even with a simple and fast imaging protocol
allowed us to conduct an intriguing study on fetal brain develop-
ment.
The fascinating process of brain development involves a highly
organized mechanism of cell proliferation, histogenesis and myeli-
nation leading to the formation of 100 billion neurons in neonatal
brains [3].
This study investigated in-vivo fetal brains affected by ventricu-
lomegaly disease, in comparison with normal cases. We were able
to image fetal brain from the 19th to the 38th gestational week,
without using any sedation both for fetuses and mothers.
VM is one of the most common diseases in fetuses, being diag-
nosed in approximately 1 out of every 1000 live births [78], at
any gestational age (GA), with a 36,7% probability of survival
without disability [21]. Moreover, VM has been associated with
numerous neurological conditions, such as autism [74], epilepsy
[46] and schizophrenia [96]; however, DWI studies in fetal brain
during gestation are scarce.
An important prognostic factor is whether VM is associated with
other abnormalities, since fetuses manifest normal neurological
development in the majority of isolated mild VM cases [44]. So
far, it is not understood why mild VM can cause motor and cog-
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nitive disturbances to the newborn, unlike some cases of severe
VMs. For this reason, it is necessary to develop new diagnostic
markers to better understand this type of pathology.
The superiority of MRI in identifying fetal brain anomalies, with
respect to the sonography [34, 64, 99], suggests further investiga-
tions on prenatal imaging and DWI is one of the best candidates,
given its sensitivity for micro-structural changes.
Prenatal MRI is mainly performed at 1.5T to reduce heating
effects and potential risks of the radio-frequency exposure [95],
which limits image resolution and signal-to-noise ratio (SNR).
Another limitation for fetal imaging is artifact due to motion of
both the fetus and mother. In small brains, particularly in the
second trimester of gestation, low resolution prevents a correct
selection of brain regions and therefore the accuracy of measure-
ments, causing ADC values to be biased by partial volume effects.
Studies in fetuses are limited and usually lack an appropriate pre-
processing of raw data to improve the quality and reliability of
the results [39, 43, 85, 98]. In this work, we investigated the
potential ability of DWI denoising methods [93] and artifact cor-
rections [48, 54] to assess unbiased ADC values for characterizing
normal and VM fetal brain development.
Towards this goal, we used a rapid DWI protocol to measure
ADC in fetal brains at different gestational ages, in the second
and third trimester of gestation. With the aim to establish nor-
mative ADC measurements, which will be useful to compare and
identify cases with anomalies, this study analyzed variations in
ADC during gestation of healthy fetuses, compared to cases of
fetuses with mild, moderate and severe VM.
3.1 Materials and Methods
DWI was performed in 58 singleton fetuses during the second
and third gestational trimester at 1.5T (Siemens Avanto, Erlan-
gen, Germany), without mother-fetal sedation.
Thirty-one fetuses presenting ventricular dilatation (VD) on ul-
trasound investigation were referred to the Radiological Sciences
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Department of Sapienza University (Rome, Italy) for MRI scans
to further assess brain pathologies. Atrial diameter was measured
on ultrasound and MRI according to the International Society of
Ultrasound in Obstetrics and Gynecology (ISUOG) guidelines [2]
and ventriculomegaly (VM) was defined when the atrial diame-
ter of one or both ventricles was ≥ 10 mm. The final cohort
consisted of 31 fetuses with isolated VM and 27 normal fetuses,
that is, with atrial diameter < 10 mm. In 12 cases, VM was di-
agnosed as mild (VD < 12 mm), in 8 as moderate (VD between
12-14 mm) and in 10 as severe (VD ≥ 15 mm). None of the
fetuses showed cerebral anomalies observable with conventional
MRI examination, consisting of T2-weighted and FLAIR images.
The study was conducted with the approval of the local Ethics
Committee after obtaining a written informed consent from all
the mothers.
Imaging protocol Pregnant women were examined in supine
position with a phased-array coil placed over the pelvis. Before
performing MRI, a multi-planar scanogram was obtained to lo-
calize the fetus.
The Diffusion MRI protocol included a DW-Spin Echo EPI with
repetition time (TR) = 4000 ms, echo time (TE) = 79 ms, band-
width = 1628 Hz/px, matrix dimension = 192x192, field of view
(FOV) = 379 mm2, in-plane resolution = 2x2 mm2, slice-thickness
= 4 mm, number of signal averages (NSA) = 2.
Preliminary tests were performed on three fetuses to carefully
choose the diffusion directions and weightings for the Diffusion
MRI protocol. B-values were selected to reduce perfusion ef-
fects on ADC estimation and minimize the scanning time to ob-
viate fetal motion. These tests were performed with b-values
= 0, 10, 30, 50, 100, 200, 400, 700 s/mm2, according to a typi-
cal Intra-voxel Incoherent Motion (IVIM) protocol [61, 100]. We
evaluated ADC in a region of white matter (WM) and a region of
grey mater (GM) using an IVIM model, mono-exponential model
with b-values = 0, 50, 200, 700 s/mm2 and mono-exponential model
with b-values = 50, 200, 700 s/mm2. As shown in Fig. 3.1C, the
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fast decay of the diffusion-weighted signal, mainly due to per-
fusion, is strongly reduced at b-value = 50 s/mm2. Therefore,
from the comparison between diffusion parameters estimated us-
ing IVIM and mono-exponential models, we selected b-values =
50, 200, 700 s/mm2 for the diffusion protocol used to acquire data
from all subjects of the healthy and VM cohorts. The total scan
time was approximately 2 minutes.
Pre-processing and data analysis After a first inspection, 2
normal and 11 VM cases (2 mild, 2 moderate, 7 severe) showed
motion artifacts impossible to correct or severe ventricle dilata-
tion that prevented correct ROI selection; thus 13 subjects were
discarded from the following analysis.
The pipeline for image correction (Fig. 3.1) started with noise
removal by using dwidenoise tool [93]; then, unring [54] was used
to correct denoised DWI for Gibbs-ringing artifacts. Eventually,
images were corrected for fetal/mother motion artifacts by using
FLIRT [48]: each volume was registered to the image at b-value
= 50 s/mm2 through a rigid-body transformation, using a tri-
linear interpolation method.
Seven regions of interest (ROI) were manually placed in the cen-
trum semiovale (CSO), frontal white matter (FWM), occipital
white matter (OWM), thalamus (TH), basal ganglia (BG), cere-
bellar hemispheres (CH) and pons, as reported in Fig. 3.1B.
In some VM cases, ROIs could not be placed in CSO (3 cases),
FWM (3), BG (3), TH (3), OWM (3), CH (1) because VM was
severe or the brain was too small.
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Figure 3.1: Scheme of image analysis. A: Raw images were first cor-
rected for noise, Gibbs and motion artifacts. B: Seven ROIs were
manually drawn. C: In preliminary tests on 3 subjects we com-
pared 3 fitting procedures to evaluate perfusion effects of DWI sig-
nal: 2 mono-exponential fit (with b-values = 50, 200, 700 s/mm2
and b-values = 0, 50, 200, 700 s/mm2) and an IVIM fit (with b-
values = 0, 10, 30, 50, 100, 200, 400, 700 s/mm2). The magnifica-
tion highlights the greater slope of the mono-exponential fit with b = 0
caused by perfusion. D: Finally, ADC maps were calculated by mono-
exponential fit with b-values = 50, 200, 700 s/mm2.
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SNR of raw and corrected DWI at each b-value was calcu-
lated to evaluate the reliability of estimated ADC values. SNR
was calculated in each volume as the ratio between DWI signal
averaged over all brain ROIs and the standard deviation (SD) of
noise, as follows:
SNR = 0.655mean(signal)
SD(noise) (3.1)
where noise was estimated in the background and the factor 0.655
was used to account for Rayleigh distribution of background noise
[26].
ADC values were measured through a fitting procedure devel-
oped in MATLAB, with a linear least-squares algorithm, and
the goodness-of-fit was evaluated with the root mean squared
error (RMSE). The fitting procedure was carried out voxel-by-
voxel, making inter-volume motion correction a mandatory step
for voxel alignment.
Statistical analysis ADC values were measured through a
fitting procedure developed in MATLAB, with a linear least-
squares algorithm, and the goodness-of-fit was evaluated with
the root mean squared error (RMSE). The fitting procedure was
carried out voxel-by-voxel, making inter-volume motion correc-
tion a mandatory step for voxel alignment.
A multi-way ANOVA with Bonferroni correction was used to eval-
uate differences in ADC between normal and VM cases and be-
tween the second and third TR.
The relationship between ADC measurements and GA was as-
sessed with linear and quadratic regression analysis by calculat-
ing the adjusted coefficient of determination R2 and the p-value
for the Fisher-test to evaluate the statistical significance of the
model. Initially, linear regression was performed in each ROI.
However, we observed that some brain regions (FWM, OWM
and BG) showed an evident non-linear dependence on GA, thus
we performed a quadratic regression in those regions. Outliers,
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that is values bigger than three median absolute deviations away
from median, were not considered in the regression analysis.
3.2 Results and discussions
The preliminary tests, performed to choose the optimal b-values
of the Diffusion MRI protocol for reducing perfusion effects on
ADC measurements, showed a fast decay of the DWI signal due
to perfusion at low b-values (b ≤ 50 s/mm2). However, the fast
signal decay was strongly reduced at b-values=50 s/mm2 (Fig.
3.1C). Therefore we performed the study using b-values equal
to 50, 200, 700 s/mm2. Moreover, the ADC estimated by the
mono-exponential function with three b-values did not differ more
than the SD the from the diffusion coefficient derived by the only
diffusion component of the IVIM model, estimated with eight b-
values.
SNR and the quality of DW-images considerably increased after
noise and artifact correction (SNRcorr = 19.5 ± 7.8, SNRraw =
7.8± 3.1; both calculated at b-value = 700 s/mm2), as shown in
Fig. 3.2A. Also the goodness-of-fit significantly increased after
correction (RMSEraw = 0.07, RMSEcorr = 0.06, p = 0.0001, Fig.
3.2B).
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Figure 3.2: A: Mean and standard error of SNR calculated over the
entire patient cohort. An example of raw and corrected DWI at b-
value = 700 s/mm2 is reported in the top right corner of the plot. B:
Boxplots of the root mean squared error of ADC fit; dots represent
RMSE for each subject averaged over the ROI.
Mean ADC values in normal and VM fetuses, obtained in the
second and third trimester of gestation and in different cerebral
regions, are shown in Fig. 3.3. Significant differences were found
between second and third trimester in CSO, FWM, TH, CH and
pons of both normal and VM brains (p≤0.03). ADC values in
normal and VM ROIs were not significantly different, except for
CSO and FWM (p≤0.02).
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Figure 3.3: ADC measurements in normal and VM brains of fetuses
in the second and third trimester of gestation. Dots represent the
ADC calculated for each subject and asterisks represent the p-value of
multi-way ANOVA (* p< 0.02; ** p< 10−3).
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Linear regression analysis showed ADC values in CSO, TH,
CH and pons to significantly decrease with GA both in normal
(p≤0.001; Fig. 3.4 (A, B, D, E) and Table 3.1) and VM brains
(p≤0.001; Fig. 3.4 (G, H, J, K) and Table 3.1). A significant
quadratic relationship with GA was found in BG and OWM of
normal brains (p≤0.02; Fig. 3.4 (C, F) and Table 3.1) and FWM
of VM cases (p≤0.02; Fig. 3.4I and Table 3.1).
In the entire data set, 6 outliers were found in TH (1.68·10−3mm2/s),
BG (1.77, 1.69 · 10−3mm2/s), OWM (2.68 · 10−3mm2/s) and CH
(1.74·10−3mm2/s) for normal brains and in pons (1.49·10−3mm2/s)
for VM brains; these values were discarded from both linear and
quadratic regression analysis.
Table 3.1: Regression analysis between ADC and Gestational
Age
Normal VM
Linear Quadratic Linear Quadratic
R2 p R2 p R2 p R2 p
CSO .36 .001 - - .28 .02 - -
FWM - ns - ns - ns .34 .02
BG - ns .19 .04 - ns - -
TH .82 < 10−5 - - .36 .006 - -
OWM .17 .02 .54 .0001 - ns - ns
PONS .54 < 10−3 - - .48 < 10−2 - -
CH .65 < 10−4 - - .38 .003 - -
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Figure 3.4: Regression analysis of the ADC in normal (upper panel)
and VM (lower panel) fetal brains showed the changes of biological
water diffusion as a function of the gestational age (GA). Each plot,
showing data fit and 95% confidence interval, refers to a particular
ROI: CSO, TH, BG, CH, pons and OWM of normal brains (A-F)
and CSO, TH, FWM, CH and pons of VM cases (G-K), respectively.
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Discussion In this work, prenatal DWI was performed at 1.5T
and the ADC was measured in fetal brains during the second and
third trimester of gestation, both in normal and VM cases.
Prenatal imaging could be strongly affected by uncontrollable
fetal/mother movement, especially when performed without se-
dation. In order to limit motion-derived artifacts, we designed
our DWI protocol with limited number of signal averages (NSA
= 2) to be as fast as possible, causing poor SNR (SNRraw =
7.8 ± 3.1 at b = 700 s/mm2) in our data. To overcome im-
age quality limitations, raw data were denoised and corrected for
motion and Gibbs’ ringing artifacts. Results, reported in Fig.
3.2A, showed that image pre-processing significantly improved
SNR and goodness-of-fit, guaranteeing a better ROI selection
of different fetal brain regions and a reliable estimation of the
ADC. Moreover, volume registration was fundamental to mini-
mize voxel misalignment, since the fitting procedure was carried-
out voxel-by-voxel.
Since ADC estimation is strongly influenced by the diffusion
weighting, in this study b-values were carefully chosen in order to
minimize perfusion contamination of ADC measurements; there-
fore, DWI with b-value = 50 s/mm2 was acquired as first volume
and used to normalize data prior to fit. It is well known that
DWI with low diffusion weighting is sensitive to perfusion motion,
resulting from blood micro-circulation in capillaries [61], which
contributes to increased ADC values. By normalizing diffusion
data with the volume at b-value = 50 s/mm2, we reduced the
contribution of perfusion in our measurements, finding, in nor-
mal fetuses, lower ADC values compared to other studies that
used b = 0 [39, 43, 85, 98].
In a recent study [100], an IVIM technique was carried out to
separately measure the contribution of perfusion and diffusion, in
developing fetal brain. The authors [100] measured lower ADC
values in CSO, FWM, OWM, CH and pons compared to those
reported in literature [39, 43, 85, 98], demonstrating that perfu-
sion motion can affect ADC measurements in fetal brains. Our
ADC values were in good accordance with the measurements de-
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rived from the contribution of solely diffusion in the IVIM study
[100], suggesting that our acquisition strategy effectively mini-
mized perfusion effects.
However, authors [100] acquired DWI with nine b-values (from
0 to 1000 s/mm2) in order to fit the IVIM model, using a total
acquisition time of about 5 min. As a result of a longer acquisi-
tion time, compared to that used in this work (2 min), the IVIM
study [100] discarded 56% of subjects due to fetal movements,
while in this study only 22% of subjects was rejected for motion
artifacts.
Analogously to other works in normal fetuses [17, 39, 43, 85, 100],
we found that during brain development, ADC linearly decreased
in CSO, TH, CH and pons, as well as in VM cases, reflecting
the morphological changes of brain maturation that involves in-
creasing cellularity, histogenesis and myelination [57]. The latter
starts in the spinal cord (12 GA), followed by pons, cerebellar
peduncles and thalamic axons (14-20 GA), in the frontal, pari-
etal and occipital lobes (30 GA) and finally in the cortex (35
GA), lasting for decades in the human brain [7, 11, 42, 69]. The
process of myelination begins with the accumulation of lipids and
proteins [32] and the proliferation of oligodendrocyte precursors
[6], causing a reduction of extracellular space, with a consequent
decrease in ADC values. According to previous results [17, 39,
43, 85, 100], the ADC was found to be significantly higher in the
fetal white matter than in the deep brain nuclei (BG, TH, and
pons), suggesting an immature status of fiber myelination during
fetal development.
Consistently with the timeline of myelination, we found the de-
crease of diffusivity in OWM (normal cases) and FWM (VM
cases) to start from 28-30 GA, later than CSO, TH, CH and
pons. An initial increase in ADC values was measured in corti-
cal WM, from 23 to 30 GA, followed by a decline after 30 GA,
as reported in other studies [23, 37, 84]. These results are in
agreement with the normal progression of myelination that oc-
curs from central to peripheral brain.
Although in VM fetuses no other alteration was reported by ul-
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trasound exam, we found significantly higher diffusivity (Fig 3.3)
in CSO and FMW compared to normal fetal brain. This result
may reveal delayed or abnormal maturation of white matter, as
reported in other studies in neonates with isolated mild VM [33,
35, 29], suggesting that the ADC in CSO and FWM could be
a marker of altered development and disorders associated with
VM.
Furthermore, regression analysis in TH showed that ADC values
were more strongly correlated with GA in normal than in VM
cases (Tab. 3.1 and Fig. 3.4B), while no significant correlation
was found in OWM of VM cases, suggesting the possibility of a
delayed white matter maturation in VM brains, especially during
the third trimester of gestation.
In contrast to a recent work [98], we did not find significantly
higher ADC values in BG of VM compared to normal fetuses.
Anatomically, BG is the nearest structure to the lateral ventri-
cles, hence it is more prone to be affected by signal contamination
from ventricles due to volume misalignment. This could have
caused the disagreement with the work of Yaniv et al. [98], since
they did not use any method to realign DWI.
Moreover, the same authors [98] found lower ADC in FWM of
VM fetuses compared to normal fetal brain, whereas we obtained
the opposite result (Fig. 3.3). FWM and OWM regions are sup-
plied by the carotid system with large vessels, so perfusion is
relatively high, as shown in reference [100]. We suspect that
ADC measured by Yaniv et al. [98] was partially affected by
perfusion, since they acquired data using b-values = 0 and 700
s/mm2, leading to the discrepancies with our results.
To the best of our knowledge, no other works have investigated
the ADC in brain development of VM fetuses (Fig. 3.4(G-K)).
Although our study was limited by a small statistical sample, it
could help to establish criteria for recognizing abnormal brain
development that is important for early diagnosis of diseases.
In addition to the small number of subjects, our study was also
limited by the slice thickness, which should be reduced to mini-
mize partial volume effects and to enable more accurate identifi-
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cation of brain tissues.
Our study on VM brains revealed the sensitivity of DWI in brain
diseases, making this technique suitable also to patient follow-
up. Moreover, our routine image correction had proven to be a
reasonable and fast method for improving the quality of diffusion-
weighted images and for providing a reliable identification of
ROIs.
Perfusion motion might affect DWI signal, causing ADC to be
artificially higher; in this work we showed that, using b-value =
50 s/mm2 as first acquired diffusion-weighted volume, the ADC
was quantified without significant perfusion contamination, since
our measurements were comparable to those obtained by the
IVIM model [100].
Although our work is limited by the use of 1.5T magnetic field,
our rapid acquisition protocol combined with artifact correction
allowed a reliable estimation of the ADC in a very short time and
the identification of anomalies in fetal brain development.
This work suggested that regional differences in fetal ADC values
and their variations with GA reflect micro-structural and phys-
iological changes due to brain maturation. These preliminary
data can contribute to delineate a reference standard to assess
the normal progress of sulcation and myelination as well as the
normative biometry of the fetal brain, contributing to improve
knowledge of brain maturation.
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Conclusions
This PhD project was aimed at the optimization of MRI proto-
cols for pelvis imaging, in particular for the diagnosis of prostate
cancer (PCa) and for the study of fetal brain development.
This work investigated the potentiality of different MRI tech-
niques to diagnose and grade PCa by using diffusion MRI and
relaxation in the rotating frame imaging.
The study performed with DMRI demonstrated that the sensi-
tivity of the diffusion parameters is enhanced when high diffusion
weightings are used. Indeed, the performances of DKI, describ-
ing the diffusion signal when high b-values are involved, definitely
overcame DTI diagnostic accuracy.
We demonstrated that the limit of low SNR, which affects DWI
signal at high b-values, can be easily addressed by using post-
processing tools to reduce noise and correct for Gibbs artifacts,
providing a more accurate estimation of DKI metrics. DKI could
be easily implemented in a clinical protocol, helping the identifi-
cation of PCa thanks to added image contrast and tissue details.
The clinical study of DMRI was corroborated by an ex-vivo in-
vestigation where high-resolution imaging was performed. This
work represented the unique occasion to directly compare diffu-
sion measurements with histology results, which currently deter-
mine the gold standard for the diagnosis of PCa. This compar-
ison constitutes the only way to validate measured parameters
and understand what is their relationship with tissue microstruc-
ture.
Moreover, our work on rotating frame relaxation imaging demon-
strated the feasibility and reliability of adiabatic T1ρ and T2ρ
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performed with a recently developed three dimensional acquisi-
tion approach. Given the sensitivity of T1ρ and T2ρ for tissue
microenviroment, our preliminary results suggested that these
parameters could be employed in the discrimination of BHP and
normal tissue, a result never accomplished by any MRI parame-
ter so far.
The three-dimensional sequence, developed at the CMRR, pro-
vided a fast reconstruction protocol for T1ρ and T2ρ imaging,
making it feasible for clinical application. Indeed, the sequence
we developed will be installed at the Minneapolis Health Fairview
Clinics and Surgery Center for further investigation on subjects
with PCa.
Furthermore, the project on fetal brain imaging suggested that a
fast acquisition protocol combined with a simple post-processing
pipeline enable a reliable investigation of brain development.
The protocol for fetal brain was efficiently designed to reduce the
effect of perfusion on ADC measurements and simultaneously
reducing the acquisition time and motion artifacts, sparing the
discard of data. The necessity to provide a short and efficient im-
age protocol limited the quality of acquired data in terms of SNR.
This issue was successfully addressed with a fast post-processing
pipeline, guaranteeing the reliability of estimating ADC.
In conclusion, the sensitivity of DMRI for microstructural changes
in body tissue caused by cancer, brain disease or normal condi-
tion like brain maturation can be fruitfully utilized in combina-
tion with artifact correction methods. Moreover, new strategy
of image reconstruction, such as 3D gradient echo, can be suc-
cessfully employed to perform abdominal imaging, enriching the
investigation of in-vivo systems with information on tissue mi-
croenvironment.
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